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MODEL  SENSOR  FOR  PROJECT  ZIP 


1.0  INTRODUCTION 

This  report  presents  the  mechanical  design  and  results  of  an  engineering 
analysis  performed  by  Wentworth  Institute  on  the  component  parts  for  the  cryo- 
genically  cooled  Model  Sensor  — the  subject  of  this  report.  It  also  concludes 
the  preliminary  design  phase  and  will  serve  as  a reference  source  in  the  final 
design  and  construction  of  a rocket-borne  cryogenical ly  cooled  infrared  sensina 
instrument,  designated  by  Air  Force  Geophysics  Laboratory  as  ZIP  Sensor 
(Zodiacal  Infrared  Project). 

The  Model  Sensor  is  comprised  of  a flight-qualified  liquid  helium  dewar 
assembly  and  component  parts.  The  component  parts  are  defined  as  the  vacuum 
vessel,  cover  plates,  telescope  mass  mock-up,  radiation  shield,  and  low  tempera- 
ture supporting  devices.  It  is  also  the  aim  here  to  define  the  configuration 
and  interface  control  specifications  for  the  liquid  helium  dewar  (see  fiqure  19) 
and  the  telescope  base  mounting  flanqe  (see  figure  20). 

It  is  the  intent  that  the  assembly  of  the  component  parts  be  used  as  an 
apparatus  for  the  acceptance  tests  of  the  dewar1 s performance,  which  include  a 
vibration  test  --  to  evaluate  its  structural  integrity;  and  a low  temperature 
test  --  to  measure  the  dewar' s hold  time  performance. 

The  Model  Sensor,  fabricated  by  Wentworth  Institute  is  a prelude  to  a 
primary  goal  --  the  fabrication  and  assembly  of  component  parts  for  two  (2) 
rocket-borne  ZIP  Sensor  assemblies,  each  scheduled  for  separate  launchings. 
Woomera,  South  Australia  is  the  selected  launch  site. 

2.0  PRELIMINARY  DESIGN  PHASE  REQUIREMENTS 

In  the  early  conception  of  this  project,  meetinqs  were  scheduled  at 
AFGL  for  the  purpose  of  establishina  requirements.  The  followinq  requirements 
were  transcribed  from  those  meetings  and  represent  the  essential  requisites  for 
this  phase. 

2. 1  Design  Phase  Objectives 

This  part  represents  the  qoals  toward  which  the  engineering  efforts 
were  directed  in  satisfying  the  requirements. 

2.1.1  Model  Sensor  Layout  — To  provide  a proposed  desiqn  layout 
drawing  delineating  the  major  supporting  components  of  the  Model  Sensor 
giving  consideration  to  simplicity  regarding  the  components'  access, 
assembly  and  disassembly  feasibility.  To  determine  its  total  weight, 
longitudinal  center  of  gravity  and  mass  moment  of  inertia  about  the 
longitudinal  center  of  gravity. 
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The  specifications  that  governed  the  design  boundaries  for 
this  phase  were  as  follows  --  The  body  diameter  was  not  to  exceed  11 
inches.  The  total  length  was  to  include  an  estimated  9 liter  capacity 
liquid  helium  (LHe)  dewar  and  25  inch  long  telescope  structure  mounted 
to  the  dewar’s  coldworking  surface.  Its  weight  was  not  to  exceed  100 
pounds  and  all  mechanical  joints  had  to  be  designed  to  withstand  a load- 
ing condition  of  100  "g's"  at  both  ambient  and  cryogenic  temperatures, 
in  both  the  lateral  and  longitudinal  directions. 

2.1.2  Vacuum  Vessel  --  To  design  a vacuum  vessel  capable  of  safely 
holding  and  maintaininn  a vacuum  of  10“  5 torr  for  seven  hours  with  a 
leak  rate  not  to  exceed  one  order  of  magnitude  for  that  duration.  To 
provide  structural  reinforcement  and  mounting  attachments  for  the  out- 
side of  the  vessel,  at  the  system's  longitudinal  center  of  gravity,  for 
the  purpose  of  gimbaling  the  sensor. 

2.1.3  Telescope  Mass  Mock-up  --  To  design  a telescope  mass  mock-up 
structure,  base  mounted  at  one  end  and  supported  at  the  other  with 
flexibility  in  it  to  accommodate  thermal  contraction.  To  determine 
and  document  the  specifications  of  the  telescope  structure's  mounting 
base  in  regards  to  feature  size,  method  of  attachment  and  surface  finish 
requirements. 

The  design  control  specifications  for  this  phase  were  as  follows 
--  The  body  diameter  was  not  to  exceed  eight  inches,  its  length,  25  inches; 
and  the  total  weight  was  not  to  exceed  20  pounds. 

2.1.4  Liquid  Helium  (LHe)  Dewar  --  To  determine  the  dewar’s  config- 
uration and  prepare  the  documentation  for  the  specifications  of  the 
feature  size,  attachment  methods  and  dimension  control  requirements. 

2.1.5  Radiation  Shield  --  To  design  a radiation  shield  to  shield 
the  telescope  structure  from  the  outer  vessel's  inner  wall.  It  was 
specified  that  the  shield  be  base  mounted  at  one  end  and  supported  at 
the  other  with  adequate  flexibility  to  accommmodate  thermal  contraction 
in  the  metal . 

Design  Specifications  --  For  the  purpose  of  heat  transfer  calcu- 
lations, the  temperature  of  the  shield  was  assumed  to  operate  between 
50°  to  77°  K at  a steady  state  temperature. 

2.1.6  Low-Temp  Insulating  Support  Devices  --  To  desiqn  insulating 
support  devices  as  required  for  both  front  ends  of  the  telescope  structure 
and  radiation  shield,  respectively. 
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3.0  PHYSICAL  DESCRIPTION 

This  section  presents  a general  explanation  of  the  Model  Sensor  and 
its  component  parts.  They  are  pictorially  illustrated  in  figures  1 through 
17  inclusive. 

3.1  Model  Sensor 

Figures  1,  2 and  3 illustrate  the  assembly  of  the  Model  Sensor. 

Its  cylindrical  configuration  is  simply  an  aluminum  vacuum  vessel  with 
flat  end  closures.  The  front  end  closure,  shown  in  figure  1,  is  a de- 
mountable thick  plate  sealed  and  tightly  secured  to  the  vessel.  The 
flight  sensor  version  of  the  front  cover  will,  however,  have  an  objective 
function  in  the  assembly.  The  front  end  of  the  sensor  requires  a re- 
movable cover,  which  seals  an  aperture  through  which  the  telescope  views. 
The  cover  is  retained  to  the  vessel  by  one  atmosphere  of  pressure  actina 
on  it.  A lab  jack  mechanism  attached  to  the  face  of  the  cover  will 
remove  it  during  flight. 

The  rear  end  closure  of  the  Model  Sensor,  shown  in  figure  2,  is 
also  a thick  plate  and  is  a oart  of  the  liquid  helium  (LHe)  container. 
Together  they  make  up  the  dewar  assembly,  (see  figures  5 and  6).  The 
rear  end  closure  plate  is  the  primary  load  carryina  member  in  this  system. 
The  radiation  shield,  telescope,  and  liquid  helium  container  are  all  canti- 
levered from  it. 

The  aluminum  surface  of  the  model  is  highly  polished  and  thoroughly 
cleaned  to  minimize  radiation  heat  emission  through  the  vessel's  walls. 

3.2  Vacuum  Vessel 

The  vacuum  vessel  with  end  closures  shown  in  figure  3 is  the  basic 
housing  for  the  system.  It  is  assembled  in  two  cylindrical  halves,  sealed 
and  bolted  together.  The  double  flanged  joint  located  just  to  the  right 
of  the  test  lug  shows  this  connection.  An  "0"-ring  face  seal  gland  is 
provided  in  the  interface. 

The  thick  flanges  on  each  end  of  the  vessel  provide  the  rigidity 
required  for  securing  and  maintaining  a tight  vacuum  seal.  A parallel  ring 
spaced  to  the  left  of  the  double  flanged  joint  in  figure  3 aives  added 
reinforcement  for  two,  opposite  cross  members  bridgino  the  two  rinos.  The 
rings  serve  another  purpose  in  the  design,  as  they  enhance  the  stability 
of  the  cylindrical  shell. 

A wedge-shaped  socket  is  machined  into  the  cross  members,  at  the 
gimbal  axis,  for  sensor  mounting.  A wedge-shaped  plug  (referred  to  as  the 
gimbal  test  lug  in  figure  3)  is  shown  engaged  and  seated  in  the  socket. 

Both  are  securely  bolted  together. 

The  function  of  the  vessel  in  the  assembly  is  to  maintain  a vacuum 
tight  system  around  the  telescope  and  dewar  sub-assembly  to  insulate 
against  gas  conduction. 
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FIGURE  I 


MODEL  SENSOR  - FRONT  END 


FIGURE  2 

MODEL  SENSOR  - CRYOGEN  SERVICE  AND  VACUUM  PUMP  OUT  END 


6 1 M t3  A TEST  LUG 


FIGURE  3 

MODEL  SENSOR  - PROFILE  VIEW 
SHOWING  THE  GIMBAL  TEST  LUG  ATTACHED  TO  THE  VESSEL 


3.3  Liquid  Helium  (LHe)  Dewar 

The  dewar  shown  in  figures  4,  5,  and  6 was  designed  and  built  for 
Project  Zip  Sensor  by  Cryogenics  Associates,  Indianapolis,  Indiana.  An 
engineering  drawing  (see  figure  19)  titled  "Interface  Drawing"  provided 
the  design  specifications.  Paragraph  3.3  defines  the  sub-assemblies 
delivered  as  part  of  the  dewar. 

The  dewar  is  essentially  the  heart  of  the  sensor's  system.  The 
helium  stored  in  its  container  cools  the  cold  plate  directly  by  conduc- 
tion (figure  6).  The  temperature  of  the  cold  plate  (steady  state  condi- 
tion) reaches  the  temperature  of  the  helium  stored  in  the  container,  which 
is  at  6°  K.  This  temperature  results  from  the  pressurization  of  the 
liquid  helium  to  3 atmosphere,  absolute,  durinq  which  the  process  raises 
the  critical  boiling  point  of  the  liquid  helium  from  4.2°  K to  6°  K,  the 
operating  temperature  of  the  cold  plate. 

The  dewar' s purpose  in  the  flight  sensor  assembly  is  to  cool  the 
detector  arrays  and  optics,  which  are  mounted  directly  on  the  cold  plate. 
The  detector  is  cooled  by  direct  conduction  of  heat  across  the  interface 
to  the  helium  heat  sink.  Requirements  of  the  detector  assembly  necessitate 
a temperature  limit  of  6°  K maximum. 

The  dewar  is  a sub-assembled  unit  constructed  of  multiple  parts, 
mostly  aluminum.  Several  features  of  those  parts  are  significant  to  the 
basic  assembly  of  the  model's  components.  The  followinn  is  an  explanation 
of  the  parts.  Some  are  referred  to  in  figures  4 and  6. 

3.3.1  Cold  Plate 

The  cold  plate  (aluminum)  is  the  front  end  of  the  liquid 
helium  container  (see  figure  19).  This  surface  is  the  interface  for  the 
telescope  structure  and  the  focal  plane  detector.  The  surface  is  flat 
and  extrememly  smooth  to  reduce  thermal  contact  resistance  (see  figure  19 
for  detail  specifications).  Locking  heli-coil  inserts  are  installed  into 
threaded  holes  on  the  surface  for  mounting  the  telescope  to  it. 

3.3.2  Support  Ring 

The  aluminum  support  ring  is  the  intermediate  member  of  the 
container's  insulating  support  structure.  Fiberglass  cylinders  on  each 
end  of  the  support  ring  provide  a thermal  impedance  path  across  the  sup- 
port. The  fiberglass  cylinder  to  the  left  of  the  support  ring  attaches 
to  the  liquid  helium  container  through  an  aluminum  ring.  This  is  illus- 
trated in  figure  19.  The  fiberglass  cylinder  to  the  right  of  the  sioport 
ring  attaches  to  the  front  side  of  the  end  cover,  completing  the  i ula- 
ting  support  structure  assembly. 

The  surface  of  the  support  ring  is  the  interface  for  the  for- 
ward radiation  shield.  The  surface  is  flat  and  extremely  smooth  for 
good  thermal  conduction  across  the  interface  (see  figure  19  for  detail 
specifications).  Locking  heli-coil  inserts  are  installed  into  threaded 
holes  on  the  surface  for  mountina  the  radiation  shield. 
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3.3.3 


Rear  End  Cover 


The  end  cover  (aluminum)  attaches  to  the  thermal  insulating 
support  structure  and  container  assembly  and  thus,  forms  the  dewar's 
external  cylindrical  configuration  (see  figures  5 and  6). 

The  inner  surface  of  the  end  cover  is  the  interface  for  the 
vacuum  vessel.  The  surface  is  flat  and  extremely  smooth  for  a tight 
vacuum  seal.  (See  figure  19  for  detail  specifications).  Clear,  counter- 
bored  holes  on  the  surface  are  for  mounting  it  to  the  vessel. 

A low  temperature  insulating  support  device  is  attached  to  the 
cover  at  its  center  on  the  inside.  This  device  supports  the  free  end 
of  the  container  against  lateral  forces  and  enables  the  container  to  con- 
tract freely  at  cryogenic  temperatures. 

3.3.4  Aft  Radiation  Shield 

An  aluminum  cylindrical  shield,  interposed  between  the  insulatinq 
support  structure  and  inner  container,  serves  as  an  interceptor  to  some 
of  the  radiation  that  would  otherwise  be  transmitted  directly  to  the  inner 
container  from  the  outer  wall.  The  shield  is  hardmounted  to  the  support 
ring  between  the  fiberglass  tube  extending  to  the  right.  A low  tempera- 
ture insulating  support  device,  as  in  3.3.3  supports  the  free  end  and 
enables  the  shield  to  contract  freely. 

3.3.5  Vent  Tube 

Copper  tubing  is  coiled  around  the  radiation  shield,  forming 
several  coils.  The  tubing  is  attached  to  the  shield.  One  end  is  connected 
to  the  cryogenic  container  while  the  other  passes  through  the  end  cover, 
connecting  to  the  valve  plumbing  (see  figure  4).  This  serves  as  the  vent 
line  for  the  system's  boil-off  gas. 

The  sensible  heat  of  the  vaporized  liquid  is  used  to  intercept 
the  heat  conducted  to  the  container  through  the  system's  mechanical 
supports.  The  vapor  gas  flows  through  the  vent  tube,  around  the  shield 
and  out  to  the  surroundinqs,  carrying  with  it  the  heat  absorbed  in  the 
system.  This  process  is  referred  to  as  vapor  shielding,  and  its  design 
principle  is  utilized  to  maintain  a constant  temperature  at  the  forward  and 
aft  radiation  shields. 

3.3.6  MU  (Multi-layer  insulation) 

Several  layers  of  thin  highly  reflecting  radiation  shields  are 
wrapped  around  the  dewar's  cylindrical  surface  to  reduce  radiative  heat 
transport  (see  figures  5 and  6)  from  the  vacuum  vessel. 

3.3.7  Vacuum  Pump-out  Valve 

Air  between  the  outer  vessel  and  inner  container  is  evacuated 
through  a Cryolab  #SUi-88-lVJl  evacuation  valve. 
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FIGURE  5 

DEWAR  - REAR  PROFILE  VIEW 


COLD  PLATE- 
TELESCOPE  INTERFACE 


REAR  END 
CLOSURE  PLATE- 
VESSEL  INTERFACE 


SUPPORT  RING-  * J 

RADIATION  SHIELD  INTERFACE 


FIGURE  6 


FRONT  PROFILE  VIEW 


3.3.8  LHe  Fill 


The  container  is  filled  through  the  Cryogenic  Associates' 
mini-female  bayonet.  The  bayonet  is  a vacuum  insulated  unit,  constructed 
of  stainless  steel.  The  unit  consists  of  an  outer  jacket  and  inner  tube, 
concentrically  spaced.  The  inner  tube  extends  into  the  vacuum  space  of 
the  dewar,  is  coiled,  inserted  into  the  container  and  sealed. 

3.3.9  Vent  Heater  Connector 

A heater  installed  near  the  exit  of  the  vent  line  receives 
its  power  through  this  connector.  The  vent  gas  is  heated  at  the  exit 
to  ambient  temperature  to  prevent  frosting  on  the  exterior  surface. 

The  Dressuri zation  heater  also  receives  its  power  through 
the  connector.  Heater  strins  are  attached  to  the  container  for 
pressurization.  Through  this  device,  the  liquid  helium  is  pressurized 
to  three  atmospheres  absolute. 

3.3.10  Tavco  Pressure  Relief  Valve 

The  pressure  relief  valve  is  a safety  device  that  is  open  to 
the  inner  container  through  the  vent  line.  The  valve  limits  the 
pressure  in  the  container  to  45  PSI  (3  atm). 

3.3.11  Manual  Ball  Valve 

The  container  is  vented  through  the  ball  valve  durinq  the 
helium  fill  process.  The  ball  valve  directs  the  vent  flow  from  the 
Tavco  valve  (normal  vent)  to  the  manual  vent  for  filling. 

3.3.12  Burst  Disc 

The  Burst  Disc  is  a safety  device  to  prevent  overpressurization 
of  the  vacuum  vessel  in  the  event  of  a leak  from  the  inner  container  into 
the  vacuum  space  and  set  to  rupture  at  60  PSI. 

3.4  Forward  Radiation  Shield 

The  shield  (fiqure  7)  is  constructed  of  aluminum,  1/16  inch  thick 
wall  by  9 1/2  inches  in  diameter  by  30  5/8  inches  long  and  is  interoosed 
between  the  walls  of  the  vessel  and  telescope  structure.  It  fastens  to  the 
support  ring  at  one  end  and  is  simply  supported  throuoh  an  insulatino  device 
at  the  other  (see  figure  20). 

The  forward  radiation  shield  is  joined  to  the  radiation  shield  of 
the  dewar  through  the  support  rinq  and  thus  forms  a shield,  aas  driven, 
around  the  systems  inner  assembly.  The  shield  is  expected  to  reach  an 
equilibrium  temperature  of  50°  to  77°  K.  In  the  assembly,  it  will  serve  as 
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FIGURE  7 

RADIATION  SHIELD  - REAR  PROFILE  VIEW 


an  interceptor  to  some  of  the  radiation  flux  that  would  otherwise  bo 
transmitted  to  the  system's  inner  assembly  from  the  outer  wall.  Since 
its  equilibrium  temperature  is  lower  than  that  of  the  vessel's  hot  wall 
(300°  K),  it  will  radiate  to  the  system's  inner  cold  wall  assembly  (6°  K) 
with  less  power  than  the  hot  wall  would  in  its  absence. 


3.5  Telescope  Structure  --  Mass  Mock-up 

The  mass  mock-up  component  is  constructed  of  aluminum,  1/4  inch 
thick  wall  by  8 inches  diameter  by  25  inches  Iona  and  weighs  20  pounds. 

The  structure  fastens  to  the  cold  plate  at  one  end  and  is  simply  supported 
by  the  radiation  shield  through  an  insulatinn  device  at  the  other  (see 
figure  20,  view  "A"). 

The  mass  mock-up  basically  simulates  the  20  pound  telescoDe  assembly 
for  its  mass  effect  regarding  the  contribution  and  distribution  it  has  on 
the  system's  total  weight,  lonqitudinal  center  of  qravity,  mass  moment  of 
inertia,  joint  loading  and  thermal  interface  resistance. 

3.6  Low  Temperature  Insulating  Support  Ring 

A low  heat  leak  support  device  is  required  to  bridge  the  radiation 
shield  and  the  front  end  of  the  telescope  structure.  The  device  shown  in 
figure  10  is  employed  for  that  application.  The  telescope  qets  its 
support  from  the  insulating  support  ring  installed  in  the  radiation  shield, 
through  the  engagement  of  pins  extendinq  from  its  surface.  The  pins  support 
only  the  lateral  forces  imposed  on  it.  A sliding  fit  in  the  pin  and  telescope 
engagement  allows  for  differential  contraction  between  the  radiation  shield 
and  telescope  structure.  This  is  to  enable  the  two  components  to  contract 
freely  without  stressing  the  support  device.  For  a clearer  picture  of  this, 
refer  to  figure  20,  view  "A". 

The  supporting  ring  is  a non-homogeneous  sub-assembly  consisting  of 
three  (3)  separate  pieces  of  different  materials.  To  enhance  the  strength 
of  the  assembly,  the  pieces  are  bonded  together  with  an  aerospace  adhesive 
referred  to  as  EA  934,  a product  of  Dexter  Corporation,  Hysol  Division, 
California.  The  adhesive  is  applicable  for  temperature  services  down  to 
-423°  F.  The  sub-assembly  is  basically  a sandwiched  construction  of  an  inner 
ring  and  two  outer  ring  reinforcements.  The  inner  ring  is  made  out  of  0-10 
fiberglass  with  four  (4)  equally  spaced  lobes  on  its  diameter.  The  inner 
fiberglass  ring  is  the  major  element  in  the  assembly  because  it  has  verv  low 
thermal  conductivity.  This  property  makes  it  an  excellent  material  to  use  for 
thermal  bridqes  in  cryoqenic  systems.  Other  important  aspects  of  the  material 
is  that  its  strenqth  increases  as  temperature  decreases  without  sacrifice  of 
impact  energy.  The  outer  pieces  are  both  made  of  type  304  stainless  steel, 
.018  inches  thick.  Their  function  is  to  reinforce  the  fiberglass  piece 
against  induced  thermal  stresses  and  imposed  forces.  Close  up  views  showing 
the  reinforcment  of  the  fiberglass  inner  ring  are  illustrated  in  figures  8 
and  9.  Stainless  steel  is  chosen  for  the  outer  rings  because  of  its  low 
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TRIANGULAR  PIN 
STAINLESS  STEEL 


FIGURE  8 

CLOSE  UP  VIEW  OF  THE  LOW  T E MR  INSULATING 
SUPPORT  RING  SHOWING  THE  TRIANGULAR  PIN. 


FIBERGLASS  RING 


STAINLESS  STEEL 
REINFORCEMENT 


FIGURE  9 

CLOSE  UP  VIEW  OF  THE  LOW  TEMR  INSULATING  SUPPORT 
RING  SHOWING  THE  ATTACHMENT  OF  THE  TRIANGULAR  PIN 


temperature  embrittlement  qualities  to  which  ether  metals  are  subject  and 
also  because  its  thermal  conductivity  is  lower  than  that  of  most  other 
metals. 


The  concept  of  the  lobes  between  the  inner  fiberglass  piece  and  the 
triangular  shaped  support  pin  is  to  minimize  the  heat  path  area. 


3.7  Low  Temperature  Insulating  Trunnion  Supnort 

A low  heat  leak  support  is  required  to  bridne  the  vessel's  warm  wall 
(3C0°K)  and  the  front  end  of  the  shield  (50°  to  77°  K).  Unlike  the  support 
device  in  3.6,  the  shield  is  supported  through  four  (4)  typical  mechanical 
devices  consisting  mainly  of  a wire  rope  assembly  and  stacks  of  belleville 
spring  washers,  the  principal  parts  of  the  assembly.  The  wire  roDe,  a 
product  of  American  Chain  and  Cable  Company,  Pennsylvania,  is  1/16  inch  in 
diameter,  7X7  strands  and  constructed  of  type  30^  stainless  steel  with  a 
double  ball  shank  swaged  on  each  end.  The  wire  rope  has  a minimum  breaking 
strength  of  480  pounds,  (Ref.  1).  The  belleville  sprina  washers, 

B-0625-022S  is  a product  of  Associated  Spring  Corp,  Connecticut.  Their  material 
is  type  302  stainless  steel  and  has  a height  of  .022  inches  and  a 105  pound 
load  at  flat  position,  (Ref.  2).  The  washers  are  stacked  two  (2)  in  parallel 
and  four  (4)  in  series.  The  trunnion  support  is  shown  assembled  to  a 
gusseted  upright  member  of  the  shield's  cover.  (See  figures  12  & 13). 

Anchoring  the  double  shank  ball  and  wire  rope  assembly  between  the 
shield  and  vessel  through  a stack  of  spring  washers  at  one  end  and  tension 
adjusting  screw  at  the  other,  provides  flexibility  in  the  support.  The 
support  is  assembled  and  adjusted  until  the  rope  is  taut.  (See  figures  14  & 15). 
The  ball  and  socket  assembly  of  the  trunnion  joint  on  each  end,  allows  the 
wire  rope  assembly  to  swivel  freely  as  the  shield  shortens  from  thermal 
contraction.  The  wire  rope  is  inclined  approximately  5/32  inches  to  compen- 
sate for  this  thermal  condition.  (See  figure  19,  view  "A"). 

Contraction  in  the  wire  rope  assembly  is  caused  by  a thermal  qradient 
across  its  extremity.  This  is  compensated  for  by  the  compression  of  the 
belleville  washers.  A contraction  of  .003  inches  was  predicted  in  the  wire 
rope  assembly  for  a temperature  change  of  233°  K.  A tension  of  42.0  pounds 
(Ref.  2)  in  the  wire  rope  results  from  the  displacement  of  belleville  washers 
caused  by  thermal  contraction.  The  induced  tension  in  the  wire  rope  represents 
about  9 percent  of  the  rope's  breaking  strength. 

The  heat  contributed  to  the  system  through  the  trunnion  support  is 
largely  dependent  on  the  thermal  resistances  of  the  wire  rope  and  belleville 
washers.  From  an  analysis,  it  was  found  that  the  resistance  of  the  belleville 
washer  assembly  represented  3h  percent  of  the  wire  rope's  resistance.  This 
would  indicate  that  the  resistance  of  the  belleville  washers  is  small  compared 
to  the  wire  rope  and,  therefore,  can  be  nealected.  With  this  hypothesis, 
the  approximate  heat  leak  through  the  support  can  be  assumed  to  be  dependent 
on  the  wire  ropes  resistance  alone.  From  this,  the  total  heat  transmitted 
to  the  shield  through  the  mechanical  support  devices  is  predicted  to  be 
approximately  278  milliwatts  maximum.  (See  analysis  in  5.8.3). 
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STAINLESS  STEEL 
BELLEVILLE 
WASHERS 


FIGURE  14 

MODEL  SENSOR  - FRONT  END  COVER  REMOVED 
SHOWING  ATTACHMENT  OF  LOW  TEMP.  INSULATING  SUPPORTS 


FIGURE  15 

CLOSE  UP  VIEW  SHOWING  THE  LOW  TEMP. 
INSULATING  SUPPORT  DEVICE  IN  ASSEMBLY 
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3.8  Black  Body  Source  Mounting  Structure 

The  device  shown  in  figure  17  is  a simple  structure  for  mounting 
the  black  body  source.  The  purpose  of  the  source  is  for  calibrating  the 
detector's  sensitivity.  The  structure  consists  of  an  aluminum  deck,  a 
stainless  steel  (type  340)  compression  sprinq  and  assorted  stainless  steel 
attachment  hardward.  The  assembly  is  mounted  to  the  front  end  cap  (figure 
16)  which  in  turn  is  attached  to  the  vessel's  front  cover  (figure  11). 

The  deck  of  the  mounting  structure  rests  on  the  front  end  of  the 
radiation  shield  and  is  held  there  by  the  pre-load  in  the  spring.  The 
pre-load  in  the  spring  provides  the  energy  required  to  obtain  good  thermal 
conduction  across  the  deck  and  shield  interface.  The  coiled  spring  con- 
tributes a heat  leak  of  approximately  40  milliwatts  to  the  shield.  It 
should  be  noted  that  the  combination  of  material  selection  and  actual  spring 
length  aids  in  minimizing  the  heat  path  losses. 

4.0  ASSEMBLY  PROCEDURE 

A major  consideration  in  the  Model  Sensor's  design  was  the  attention 
given  to  simplicity  regarding  the  components'  access,  assembly  and  disassembly 
feasibility.  The  method  of  assembly  presented  in  this  section  was  the  pro- 
cedure used  in  the  initial  assembly  phase  and  represented  the  best  practical 
approach. 

The  dewar  (figures  5 and  6)  is  seated  on  an  assembly  stool  and  estab- 
lishes the  basic  foundation  for  the  build-up  of  the  model.  The  rear  end  plate 
is  seated  on  the  stool's  top  ring  and  locates  the  cold  plate,  support  ring 
and  rear  end  plate  in  an  up-right  position.  The  model  is  now  ready  to  be 
assembled.  The  telescope  structure  is  assembled  to  the  cold  plate  and  secured 
to  it  with  twenty-four  (24)  type  304  stainless  steel  #10-24UNC  unbrako  socket 
head  cap  screws  tightened  to  a torque  of  40  to  45  in-lbs.  Typical  key  slots 
in  each  member  are  oriented  180°  apart  from  each  other  for  alignment. 

The  radiation  shield  (figure  7)  is  the  next  item  to  be  assembled.  The 
shield  is  installed  over  the  telescope  structure  and  is  seated  on  the  inter- 
mediate ring  of  the  dewar,  referred  to  in  figure  6 as  the  support  ring.  Typi- 
cal key  slots  in  each  part  are  oriented  180°  apart  from  each  other  for  align- 
ment. They  are  fastened  together  with  twelve  (12)  type  304  stainless  steel 
#8-32UNC  unbrako  socket  head  cap  screws  tightened  to  a torque  of  28-30  in-lbs. 

The  low  temperature  insulating  support  ring  (figure  10)  is  assembled  to 
the  forward  end  of  the  shield  and  simultaneously  slides  freely  into  the  tele- 
scope structure.  Because  of  the  close  fit  between  the  shield  and  support  ring, 
a slight  pressure  is  required  in  the  installation  of  them. 

Two  cylinder  lengths  are  sealed  together  through  a flanged  joint  and 
form  the  vacuum  vessel.  A #2-276  butyl  "0"-Ring  is  greased  with  #11  Dow  Corning 
Silicon  Compound  and  installed  into  the  groove  of  the  flanged  joint  interface. 
The  halves  are  dowel  pinned  together  for  alignment  and  joined  with  twenty-four 
(24)  alloy  steel,  cadmium-plated  #10- 32UNF  unbrako  socket  head  cap  screws 
tightened  to  a torque  of  50  to  57  in-lbs.  The  vacuum  vessel  (figure  3) 
is  now  ready  to  be  assembled  to  the  dewar. 
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An  "0"-ring  (#2-276,  butyl)  is  greased  and  installed  into  the  groove 
on  the  aft  face  end  of  the  vessel.  The  vessel  is  carefully  guided  over  the 
radiation  shield  and  seated  on  the  rear  cover  plate.  Alignment  is  obtained 
by  the  engagement  of  dowel  pins  installed  in  the  cover  plate.  The  joint  is 
bolted  together  with  twenty- four  (24)  alloy  steel,  cadmium- plated  #10- 32UN F 
unbrako  socket  head  cap  screws  tightened  to  a torque  of  50  to  57  in-lbs. 

The  radiation  shield  cover  and  trunnion  supports  (figure  12)  can  now 
be  assembled  to  the  shield.  The  cover  is  aligned  by  positioning  the  eccentric 
hole  in  the  cover  90°  from  the  gimbal  axis  and  directly  opposite  the  cryogen 
service  hardware.  Twelve  (12)  type  304  stainless  steel  #6-32UNC  unbrako 
socket  head  cap  screws  are  tightened  to  a torque  of  15-18  in-lbs. 

The  insulating  trunnion  supports  are  now  ready  for  mounting  to  the  ves- 
sel. The  attaching  hardware  (figure  13)  should  be  directly  in  line  with 
cavities  in  the  vessel.  The  attaching  plates,  referred  to  in  the  design  as 
nut  plates,  are  inserted  into  the  cavities  and  fastened  (figures  14  and  15). 
After  allowing  slack  in  the  cable,  install  two  (2)  each  type  304  stainless 
steel  #8-32UNC  unbrako  socket  head  cap  screws  and  tighten  to  a torque  of  28-30 
in-lbs.  The  trunnion  support  is  now  adjusted  until  the  cable  is  taut. 

The  front  end  cover  (figure  11)  is  attached  to  the  forward  end  of  the 
vessel,  enclosing  the  inner  unit.  An  "0"-ring  (#2-276,  butyl)  is  greased  and 
installed  in  the  interface.  The  eccentric  hole  in  the  front  cover  is  aligned 
over  the  eccentric  hole  in  the  shield's  cover.  The  assembly  is  fastened  to- 
gether with  twenty-four  (24)  alloy  steel,  cadmium-plated  #10- 32UNF  unbrako 
socket  head  cap  screws  tightened  to  a torque  of  50  to  57  in-lbs. 

The  front  end  cap  (figure  16)  and  the  black  body  source  mounting  struc- 
ture (figure  17)  are  attached  and  make  up  the  final  unit  to  be  assembled  to 
the  model.  An  "0"-ring  (#2-252,  butyl)  is  greased  and  installed  into  the 
groove  on  the  end  cap.  The  deck  of  the  black  body  structure  is  inserted  through 
the  offset  hole  in  the  front  cover  and  seated  on  the  radiation  shield  cover. 

The  cap  is  fastened  to  the  front  cover  with  twelve  (12)  alloy  steel,  cadmium- 
plated  #10- 32UN F unbrako  socket  head  cap  screws  tightened  to  a torque  of 
50-57  in-lbs. 

5.0  MECHANICAL  DESIGN  ANALYSIS 

Initally,  in  the  preliminary  design  phase,  it  was  necessary  to  depend 
upon  experience,  design  judgement  and  information  from  others,  to  properly 
proportion  and  construct  the  Model  Sensor.  This  section  presents  the  compu- 
tations and  results  of  the  design  analysis  that  followed  the  preliminary  phase 
and  deals  with  particular  areas  that  were  of  concern.  These  particular  areas 
are  discussed  in  the  design  requirements,  section  2.0,  and  represent  the  basic 
goals  in  the  design  (see  figure  20). 
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WEIGHT  AND  CENTER  OF  GRAVITY- COMPUTATION  RESULTS 
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5.1  System's  Weight  and  Lonaitudinal  Center  of  Gravity 

The  Model  Sensor  is  a composite  system  of  individual  distributed 
bodies.  A description  of  them  is  given  in  Table  1 with  the  computed 
results  of  their  weights,  distances  from  their  mass  centers  with  respect 
to  the  back  of  the  vessel's  rear  cover,  and  moments.  These  results  are 
apDroximate  and  are  based  on  the  assumption  that  the  bodies  are  homoge- 
neous . 


The  z coordinate  locates  the  center  of  gravity  on  the  longitudinal 
axis  with  respect  to  the  back  of  the  vessel's  rear  cover  and  is  calculated 
using  the  summation  of  the  results  in  Table  1.  From  the  eguation  in 
Chapter  VII  of  reference  3,  the  location  of  the  center  of  gravity  is 


z 


1664 

83.4 


19.952  inches 


where  w = weight  of  individual  bodies,  lbs. 

d = perpendicular  distance  from  the  mass  center  of  the 
individual  bodies  to  the  back  of  the  vessel's  rear 
cover,  inches 

The  center  of  gravity  of  the  system  was  positioned  at  19.81?  inches 
for  manufacturing  convenience. 

5.2  System's  Mass  Moment  of  Inertia 

The  following  method  was  employed  in  determining  the  system's  mass 
moment  of  inertia.  The  mass  moment  of  inertia  is  defined  as  the  measure 
of  resistance  to  rotational  acceleration.  The  computed  results  of  the 
system's  individual  bodies  and  the  sum  total  of  their  inertias  and  products 
of  the  mass  and  square  of  the  distances  are  recorded  in  Table  2.  The  comput- 
ations are  approximate  and  based  on  the  same  assumption  made  in  section  5.1. 
The  equations  are  given  in  Chapter  VIII  of  reference  3. 

The  mass  of  the  body  (m^ ) is  given  by 


m 

1 


w 

g 


4 7 ? 

__I_  = .012  Ibs-sec  /in. 

386 


where  w = weight  of  body,  4.7  lbs  from  Table  1,  Item  1 

2 

g = acceleration  due  to  gravity,  386  in/sec 

The  masses,  m,  through  m,,  are  typically  comouted  and  recorded  in 
Column  2 of  Table  2. 
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5.2.1 


Item  1 - Vessel's  Front  End  Cover 


Size  - 12  1/8"  O.D  x 6"  I.D  x 1/2"  thick.  The  moment  of 
inertia  (f-|)  of  the  body  with  respect  to  a oarallel  axis  throuqh 
the  mass  center  is  given  by 

_ 2 2 

f = l/4m(R  + r2  + L /3)  (3) 

2 2 2 ? 

I = l/4( . 012) (6 .06  + 3.0  + 0.5  /3  ) = 0.14  lb-in-sec 


where 

2 

m = mass  of  body,  .012  lbs-sec  /in 
R = outside  radius,  6.06  inches 
r = inside  radius,  3.0  inches 
L = Plate  thickness,  0.5  inches 

5.2.2  Item  2 - End  Cap 

Size  - 6 1/2"  O.D.  x 4"  I.D  x 1 1/8"  thick.  From 
equation  (3) 


I = 1 /4 ( . 004 ) ( 3. 25 


2 2 4 
+ 2 + 1.12  /3) 


0.015  lb-in-sec^ 


5.2.3  Item  3 - Vacuum  Vessel 

Size  - 11"  O.D.  x 10  3/4"  I.D  x 41  3/8"  lonq.  From 
equation  (3). 


I 

3 


l/4( . 063) (5. 5 + 5 


,382  + 41.382/3)  = 9.92  lb-in-sec2 


5.2.4  Item  4 - Fwd  Radiation  Shield 

Size  - 9 3/8"  O.D.  x 9 1/4"  I.D.  x 30  3/8"  lono.  From 
equation  (3). 
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I = 1/4(.014)(4.692  + 4.622  + 30. 382/3) 


I.  = 1.234  lb-in-sec 
4 


5.2.5  Item  5 - Fwd  Radiation  Shield  End  Cover 

Size  - 9 1/2"  O.D.  x 4 1/2"  I.D.  x 1/8"  thick.  From 
equation  (3). 


I = 1/4(.001)(4.752  + 2.252  + ,1252/3) 
5 


I_  = 0.007  lb-in-sec2 
5 


5.2.6  Item  6 - Telescope  Structure 

Size  - 8"  O.D.  x 7 1/2"  I.D.  x 25"  lonq.  From 
equation  (3). 


I = l/4( . 052)  (4 
6 


3.752  + 252/3)  = 3.112  lb-in-sec2 


5.2.7  Item  7 - Focal  Plane  Detector 

Size  - 2"  dia  x 2"  long.  The  detector  was  assumed  to  be 
a homogeneous  mass.  For  a solid  mass,  the  inertia  is  given  by 

1 = l/4mR2  + l/12mL2  (4) 

2 2 

l = 1/4 (.001  ) (1  ) + 1 / 1 2 ( .001  )(2  ) = 0.001  lb-in-sec2 


5.2.8  Telescope  Insulatina  Support  Ring 

Size  - 8 1/4"  O.D.  x 7 3/4"  I.D.  x 1/4"  thick.  From 
equation  (3). 
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2 2 2 

I = l/4( . 001 ) (4 . 125  + 3.875  + .25  /3) 

8 


i = 0.G08  lb-in-sec^ 
8 


5.2.9  Black  Body  Mounting  Structure 

Size  - 1 1/2"  O.D.  x 1 1/4"  I.D.  x 2"  long.  From 
equation  (3). 


2 2 2 ? 
Ig  = 1 /4( . 001 ) ( . 75  + .62  +2  /3)  = 0.001  lb-in-sec 


5.2.10  Vessel  Rear  End  Cover 

Size  - 12  1/8"  dia  x 1/2"  thick.  For  a solid  plate  the 
inertia  is  given  by 


So  = 1/4mR2  (5) 

2 2 
I = l/4( . 01 5) (6.06)  = 0.138  lb-in-sec 

10 


5.2.11  Liquid  Helium  Container 

Size  - 8"  O.D.  x 7 3/4"  I.D.  x 11.5"  long.  From 
equation  (3). 


2 2 2 

In  = l/4( . 018)  (4  + 3.875  + 13.5  /3) 

I =0. 340  1 b-in-sec^ 

11 


5.2.12  Dewar  Insulating  Support  Assembly 

Size  - 10"  O.D.  x 9 3/4"  I.D.  x 13  1/2”  Iona.  From 
equation  (3). 
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I = 1/4(.015)(52  + 4.875?  + 13.5?/3) 

I = 0.411  lb-in-sec2 


5.2.13  Cryogenic  Hardware 

A homogeneous  bar,  4"  dia  x 4"  long  was  assumed.  From 
equation  (4). 


I = l/4(.006)(22)  + 1/1?(.006)(42) 


2 

I = 0.014  lb-in-sec 
13 


5.2.14  Item  14  - On  Sensor  Electronics 

A homogeneous  rectangular  parallelepiped,  4"  wide  x 4" 
deep  x 6"  long.  The  inertia  (I  ) is  given  by 


i = l/12m(a2  + b2)  (6) 

14 

2 2 

i]4  = 1/1 2( . 01 ) (4  + 4 ) = 0.027  lb-in-sec2 


where 

a = width,  4 inches 
b = depth,  4 inches 


5.2.15  Results 

From  the  parallel  axis  theorem  and  the  computed  results  of 
the  sum  totals  in  Table  2,  the  mass  moment  of  inertia  (I)  of  the 
model  sensor  with  respect  to  the  longitudinal  center  of  nravity  is 
given  by 
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ITEM 

HI 

m 

a. 

d2 

md2 

D 

0.140 

.012 

22.31 

497.74 

5.97 

2 

0.015 

.004 

23.07 

532.22 

2.31 

3 

9.92 

.063 

1.19 

1.42 

0.09 

a 

1.234 

.014 

6.19 

38.31 

0.54 

5 

0.007 

.001 

20.94 

438.48 

0.44 

6 

3.112 

.052 

7.44 

55.35 

2.88 

a 

0.001 

.001 

(-)  3.93 

15.  A4 

0.02 

8 

0.008 

.001 

20.44 

417.79 

0.42 

9 

0.001 

.001 

22.07 

487.00 

0.49 

10 

0.138 

.015 

( - ) 1 9 . 50 

382.67 

5.74 

m 

0.338 

.018 

( - ) 1 0 . 31 

106.34 

1.91 

12 

0.411 

.015 

(-JH.31 

127.96 

1.92 

13 

0.014 

.006 

(-  )21 .81 

475.76 

2.85 

14 

0.027 

.010 

(- )21 . 81 

475.76 

4.76 

TOTAL 

15.37 

- 

- 

30.34 

TABLE  2. 

MASS  MOMENT  OF  INERTIA- COMPUTATION  OF  RESULTS 
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(7) 


El  + Emd^ 


I = 15.37  + 30.34  = 45.71  Ib-in-sec^ 


where 

Ei 


sum  of  the  moments  of  inertia  of  the  individual 
bodies,  15.37  lb-in-sec? 

sum  of  the  products  of  the  mass  of  the  individual 
bodies  and  the  square  of  the  distance, 

30.34  lb-in-sec^ 


5.3  Vacuum  Vessel  Design 

5.3.1  Vessel's  Thickness 

The  minimum  collapsing  pressure  (pc)  is  ciiven  by  the 
following  expression,  according  to  the  ASHE  Code,  referred  to  in 
Reference  4,  p.  457: 


p = (4)(1 .27)p  = (5) (1 5)  = 75  psi  (B) 

c a 


where  pa  is  the  allowable  pressure  (15  psi).  The  constant  4 is  the 
required  factor  of  safety,  and  the  coefficient  1.27  is  an  out-of- 
roundness  factor,  which  allows  for  the  fact  that  the  shell  may  not 
be  exactly  cylindrical. 

The  collapsing  pressure  for  a short  cylinder  subjected  to 
an  external  pressure  (Ref.  4,  p.  457)  is  given  by 


, 5/2 

2.42E(t/D) 


, 2 3/4 

r,  , i/2i 

(1-v  ) 

(L/D)-0. 45 ( t/D) 

» • 

The  shell 
pression  which  is 


s thickness  (t)  is  then  determined  from  the  ex- 
derived  from  eouation  (9),  which  gives 
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1 


t = D 


p (1-v2)3/4(L/D)' 
c 


2.42E 


2/5 


(10) 


V 


t = 11.0 


2 3/4 

75(1-. 334  ) (41.31/11) 


2/5 


0.112  in. 


L (2.42) ( 10. 3 x 10b) 


A nominal  size  of  1/8  in.  (0.125)  was  selected  for  the 
thickness  of  the  vessel's  wall.  Substituting  the  nominal  thickness 
into  equation  (9),  the  collapsing  pressure  is 


, v,  6W  5/2 

(2. 42) (10. 3 x 10  )(. 125/11.0) 


Pc  = 


(1.-334) 


3/4 


(41. 38/11. 0)-0.45(. 125/11.0) 


1/2 


101  psi 


where 

E = Young's  modulus  for  aluminum  6061-T6,  10.3  x 10^ 
t = Thickness  of  shell,  .125  in. 

D = Outside  diameter  of  shell,  11.0  in. 
v = Poisson's  ratio  for  aluminum,  .334 
L = Unsupported  length  of  shell,  41.38  in. 


5.3.2  Thickness  of  Flat  Heads 

The  thickness  (t^)  of  the  vessel's  flat  head  end  closures 
which  are  bolted  riaidly  to  the  vessel's  flanges  and  subjected  to  a 
uniform  distributed  external  pressure  (Ref.  5,  p.449)  is  given  by 


= 11.687 


( . 162)  (75) 
7,500 


.470  in. 


(11) 
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where 


K = Constant  Coefficient  for  a 

bolted  head  connection,  0.162 

S x = Maximum  allowable  stress  for  aluminum,  6061-T6 
used  in  cryogenic  vessel  construction, 

7 , 500  ps i . 

d = bolt  circle  diameter,  11.687  in. 

p = collapsing  pressure,  75  psi 
c 

A nominal  size  of  1/2  in.  (.500)  was  selected  for  the 
head's  thickness. 


5.3.3  Vacuum  Hold  Time 

Several  various  size  B612-70  butyl  rubber  0-rings  are  used 
in  the  vacuum  vessel  assembly.  A face  type  seal  is  used  with  grooves 
that  provide  30%  squeeze.  The  0-rings  are  lubricated  with  No. 11 
Dow  Corning  high  vacuum  grease  to  reduce  leakage. 

Butyl  rubber  was  the  material  selected  for  the  seals  be- 
cause it  has  excellent  resistance  to  gas  permeation,  low  outgassing 
characteristics  and  good  resistance  to  compression  set  which  makes 
it  a particularly  useful  compound  for  vacuum  applications. 

The  following  computations  are  performed  to  find  the 
approximate  time  (T)  in  hours  for  the  pressure  inside  the  vacuum 
vessel  to  rise  from  10“^  torr  to  10"4  torr  due  to  a differential 
pressure  of  one  (1)  atmosphere  acting  across  the  seals. 

The  leak  rate  (L)  of  the  0-ring  seals  is  calculated  from  the 
following  equation  which  is  given  in  Reference  6,  Section  A2. 

L = 0.7FDPQ(1-S)?  (12) 


where 

- R 

F = permeability  rate  of  butyl  rubber,  0.2  x 10 
std  cc/sec/cm^/cm  at  75°  F. 

D = inside  diameter  of  the  0-rings, 

(1 ) 11.0  in.  diameter 

(2)  5.25  in.  diameter 

(3)  1.625  in.  diameter 

P = pressure  differential  across  the  seal,  15  psi 
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Q = factor  depending  on  percent  of  squeeze  and  whether 
the  0-ring  is  lubricated  or  dry  (from  Ref. 6,  figure 
A2-3),  0.72  lubricated 

S = Percent  squeeze  of  the  0-ring  expressed  as  a decimal 
(30%),  0.3 

Substituting  the  appropriate  quantities  in  Equation  (12), 
the  leak  rates  of  each  0-ring  seal  is  obtained  as  follows 


L-j=  3 J(.7)(.2  x 1 0" 8 ) ( 11 ) ( 1 5 ) ( . 72 ) ( 1 - . 3 ) J 
-8  3 

L^=  24. 5x10  cm  /sec 

If  £(. 7) (. 2 x 10'8)(5.25)(15)(.72)(l-.3)2 

L^=  3.9  x 10  8cm8/sec 

L3=  j^( . 7 ) ( . 2 x 10"8)(1.625)(15)(.72)(l-.3)2 
L3=  1.2  x 10'8cm3/sec 


The  total  leak  rate  is  given  by 


L_  = L + L + L 
T 1 2 3 


(13) 


-8  3 

Lt  = 24.5  + 3.9  + 1.2  = 29.6  x 10  cm  /sec 


where 

L = leak  rate  of  the  front,  intermediate  and  aft 
1 vessel  seals,  24.5  x 10*°cm3/sec 

“8  *3 

= leak  rate  of  the  front  cap  seal,  3.9  x 10  cnr/sec 

”8  3 

= leak  rate  of  the  Vac-Ion  gauge  seal,  1.2  x 10  cirt  /sec 


In  calculating  the  hold  time,  the  vessel's  volume  of 
free  air  expressed  in  liters  and  the  conversion  of  the  total 
leak  rate  to  torr-1 iter/sec.  are  needed. 
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1 

II 


The  total  leak  rate  expressed  in  torr-li ter/sec  is 
obtained  by 

Ly  = (7.6  x 10  1 ) (LyCm3/sec)  (14) 

, -1  , -8, 

= (7.6  x 10  ) (29. 6 x 10  ) 

I 

-9 

Ly  = 22 5 x 10  torr-1 i ter/sec 


where  the  multiplying  quantity,  7.6  x 10  represents  the  conversion 
factor. 

The  volume  of  free  air  (Vf)  is  the  net  difference  between 
the  volume  of  the  empty  vessel  and  the  volume  of  the  sub-assembly 
mounted  on  the  aft  cover,  inside  the  container.  It  was  found  that 
the  vessel  contained  2,730  cu.in.  of  free  air,  expressed  in  liters  is 


V = 2,73_  = 44.74  liters 
f 61.023 


(15) 


The  rate  of  pressure  change  in  unit  time  is  expressed  by  the 
following  differential  equation 


^ - ll  (16) 

dt  V 


from  which 


dp  = — dt  (17) 

V 

f 
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Integrating  Equation  (17)  the  pressure  is  given  by 


2 


The  change  in  time  expression  (T?  - T -j ) in  Equation  (18) 
represents  the  time  (T)  for  the  pressure  to  chanae.  Rearranging  the 
terms  in  Equation  (18)  the  time  expressed  in  hours  is  given  by 


(VJ(P) 

T = I 

(3,600)(L  ) 


(19) 


Substituting  the  appropriate  quantities  in  Equation  (19)  -- 
the  time  for  the  pressure  (P)  to  rise  from  10“5  to  10“4  torr  in  a 
vessel  having  a volume  (Vf)  of  44.74  liters  and  a leakage  rate  (Lj) 
of  225  x 10“"  torr-1 iter/sec  is 

-4 

(44. 74) (10  ) 

T = q— = 5.5  hours 

(3,600) (225  x 10‘y) 


5.4  Static  Loading  - Bending  Moments  and  Load  Reactions 

This  section  presents  a static  load  analysis  on  the  flanged  joints 
and  support  devices  of  the  vessel's  inner  assembly  and  gives  the  approxi- 
mate results  of  bending  moments  and  load  reactions.  The  inner  assembly 
is  attached  to  the  vessel's  aft  cover  and  consists  of  a radiation  shield, 
telescope  housing,  dewar  and  several  supportina  devices.  The  solution  to 
the  problem  is  simplified  by  assuming  that  the  inner  assembly  is  a 
composite  construction  consisting  of  two  independent  bodies,  supported 
within  one  another.  With  this  assumption,  each  body  can  be  treated  as  a 
separate  beam  problem  in  solving  for  the  load  reactions  and  bending  moments. 
The  bending  moments  and  load  reactions  acting  on  the  assembly  are  caused 
by  the  combined  loading  of  the  bodies'  mass  and  external  applied  forces. 
Discussions  and  computations  for  the  independent  bodies  are  presented  in 
two  separate  case  studies. 

5.4.1  Case  1 - Inner  Assembly  body 

In  this  case,  the  assembly  is  treated  as  a body  of  weight 
(Q-|)  coupled  with  an  external  applied  eccentric  force  (F)  acting  on  the 
face  of  the  supported  end.  The  eccentric  force  is  due  to  the  enerqy 
stored  in  the  compression  sprinq  of  the  black-body  assembly  (refer  to 
the  free  body  diagram  in  figure  21  A).  The  problem  is  assumed  to 
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where 

Q = weight  of  body,  40.5  lbs 
b = distance  of  mass  to  fixed  end,  21.5  in. 
a = distance  of  mass  to  supported  end,  19.31  in. 
L = unsupported  length,  40.81  in. 
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given  by 


The  load  reaction  at  the  fixed  end 


(R2a)  due  to  (Q  ) is 


R 

2a 


(25) 


R = (40.5-13.9)  = 26.6  lbs 
2a 


The  bending  moment  at  the  fixed  end  (M]a)  due  to  (0-j)  is 

given  by 


Q.ab 

M = - -L-  (L  + a)  (26) 

la  2 


M = - (40- 5) (19. 31 ) (21 .5)  (40  81  + 19>31) 
13  2(40.81 )2 


M = -304  in. -lbs 
la 


The  bending  moment  at  the  radiation  shield  joint 
to  (Q1 ) is  given  by 


(M  ) due 
2a 


when  x y a 


M = R x - Q (x-a)  (27) 

2a  la  1 

M = (13. 9)(31.06)-40. 5(31. 06-19. 31  ) 

2a 

M = -44.1  in. -lbs 
2a 


where 

x = distance  of  radiation  shield  joint  from 
supported  end,  31.06  in. 


-38- 


The  load  reaction  at  the  supported  end  (Rlband  Rpb)  due  to 
(F)  is  given  by  the  equation 

(Ref.  7,  Case  28,  p. 152) 


3M 

-R  = R = — 
lb  2b  21 


The  moment  (M)  is  given  by  the  equation 


M = Fd 


Substitutinq  Equation  (29)  for  M in  (28)  gives 


(28) 


(29) 


-R 

lb 


3Fd 


2b 


2L 


(30) 


( 3 ) ( 32 . 5 ) ( 1 . 5 ) 
(2 ) (40. 81 ) 


1.8  lbs 


where 

F = eccentric  force,  32.5  lbs 
d = eccentricity,  1.5  in. 

L = unsupported  lennth,  40.81  in. 


The  bending  moment  at  the  fixed  end  (M_.)  due  to  (F)  is 

given  by 


M 

lb 


M 

lb 


Fd 

2 

( 32 . 5 ) ( 1 . 5 ) 
2 


-24. a in. -lbs 


(31) 
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The  bending  moment  at  the  radiation  shield  joint 
to  (F)  is  given  by 


(M  ) due 
2b 


Fd 

M = - (2L-3x) 
2b  2L 


(32) 


( 32 . 5 ) ( 1 . 5 ) r 

M,k  = (2) (40. 81  ) - ( 3 ) ( 31 . 06 ) 

2b  (2 ) (40. 81 ) L 


M = -6 . 9 i n . - 1 bs 
2b 


from  Equation  (20) 


R 

1 


+ R 


lb 


Ri  = (13.9  - 1.8)  = 12.1  lbs 


from  Equation  (21) 


R 

2 


R + R 
2a  2b 


R 


2 


(26.6  + 1.8)  = 28.4  lbs 


from  Equation  (22) 

M = M + M 
1 la  lb 

M = (-304-24.4)  = -328  in. -lbs 
1 


-40 


from  Equation  (23) 


M = M + M 
2 2a  2b 


M2  = (-44.1-6.9)  = -51  in. -lbs 


The  results  are  plotted  on  a shear  diaaram  in  figure  21 B 
and  a bending  moment  diagram  in  figure  21C. 


5.4.2.  Case  2 - Telescope  Housinn  and  Dewar  Assembly 

The  body  shown  in  figure  22A  is  supported  at  each  end  with- 
in the  inner  assembly  and  is  fixed  to  it  at  the  radiation  shield  sup- 
port ring  by  a rigid  support  tube.  It  is  assumed  that  a resultant 
moment  (M0)  due  to  the  weiqht  (O2)  and  force  (F)  acts  about  the 
elastic  center  (EC),  the  point  on  the  line  which  is  shown  passina 
through  the  support  ring.  The  computations  of  load  reactions  and 
bending  moments  that  follow  are  based  on  a manner  of  loading  similar  to 
Case  32,  p.152  of  Ref. 7). 

The  resultant  moment  (M0)  is  given  by  the  equation 


M = M - M (33) 

0 a 


where  (Mfl)  is  the  moment  about  the  elastic  center  due  to  ( Q2 ) and  is 
given  by 

Ma  = (Q2)(d2)  (34) 


and  where  (M)  is  the  moment  due  to  the  eccentric  force  (F)  and  is 
expressed  by 


M = (F)(d) 


(35) 


substituting  Equations  (34  and  35)  in  Equation  (33)  gives 


M = (Q  )(d  ) - (F)(d) 
O 2 Z 
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from  which 


Mq  = (29. 5) (11 . 78)- (32. 5 ) (1 . 5 ) 

M = 298.76  in. -lbs 
o 

where 

Q2  = weight  of  body,  29.5  lbs 

d?  = distance  from  the  elastic  center  to  the 
^ weight  of  body,  11.78  in. 

F = eccentric  force,  23.5  lbs 

d = eccentricity,  1.5  in. 

The  load  reactions  and  bending  moments  designated  by 
R3,  R4,  M|nax(  + )'  ^max(-)  ar|d  M are  91  ven  by  the  following  expres- 
sions, (Case  32,  p . 1 56  of  Ref.  7). 


R 

3 L 

(86) 

M, 

R,  = — 
4 L 

(37) 

Mmax(+)  = R4a  + Mo 

(38) 

Mmax(-)  " R4a 

(39) 

M = V + Mo 

(40) 

The  load  reaction  (R  ) at  the  front  end  is  qiven  by 
Equation  (36)  3 
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from  which 


298.76 

K = = 7.9  lbs 

3 38 


The  load  reaction  (R  ) at  the  aft  end  is  qiven  by 
Equation  (37)  4 


R 


4 


M 


o 


L 


from  which 


298.76 

R = = -7.9  lbs 

4 38 


The  maximum  (positive)  bending  moment  (Mmax(+))  at  the 
support  ring  is  given  by  Equation  (38) 


Mmax(+)  R4a  + Mo 


from  which 

►Vax(  + ) * (-7-9H8-5)  * 298.76 

"max)*)  " 323 

The  maximum  (negative)  bendino  moment  (1^  /_\)  at  the 

support  ring  is  given  by  Equation  (39) 

^ax(-)  ” R4a 

from  which 

Mmax(-)  = ('7-9)(R-5)  s -67  in- -lbs 
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* 


The  bending  moment  (M4)  at  the  telescope  to  dewar  inter- 
face is  given  by  Equation  (40)  when  x>a 


M = R x + M, 
4 1 


from  which 


M = (-7.9) ( I 3.25)  + 298.76 
4 

= 195  in. -lbs 


where 

x = distance  from  (R^)  to  the  interface,  13.25  in. 

a = distance  from  (R  ) to  the  Elastic  Center,  8.5  in. 

The  bending  moment  (Mg)  at  the  support  tube  to  dewar  inter- 
face is  also  given  by  Equation' (40 ) 

when  x = 12.75 

M = (-7. 9) (12. 75)  + 298.76  = 198  in. -lbs 
5 

The  results  are  plotted  and  indicated  on  shear  and  bend- 
ing moment  diagrams  in  figures  22B  and  22C. 


5.5  Distortion  - Vessel's  Rear  Vacuum  Seal  Joint 

This  section  presents  a method  of  calculation  the  distortion  in  the 
vacuum  sealed  joint.  Distortion  of  sealed  joints  usually  causes  a non- 
uniform  pressure  distribution  over  the  seal  which  can  cause  leakaoe  at  points 
where  compression  is  too  low  for  sealing.  Joint  distortion  exists  whenever 
the  metal  to  metal  contact  faces  are  no*  flat  or  parallel  and  the  bolts 
undergo  deformation  other  than  that  caused  bv  normal  tightening. 

The  type  of  joint  used  in  this  application  is  a face  seal  joint  which 
consists  of  an  0-ring  in  the  interface  of  a bolted  cover  and  flanne  assembly 
that  makes  metal  to  metal  contact.  The  joint  is  subjected  to  several  load- 
ing conditions  which  are  assumed  to  be  acting  on  it  simultaneously.  The 
'ding  conditions  are  as  follows: 


-46- 


1) 

2) 


3) 


a uniform  external  load  of  15  psi  actino  over  the 
entire  surface  of  the  cover, 

a uniform  0-ring  pressure  of  15  lbs/linear  in. 
(Ref.  6,  p.A4-8)  acting  on  a concentric  circular 
ring, 

a lOOg  longitudinal  acceleration  load  acting  on  a 
concentric  circular  ring,  and 


4)  a central  couple  acting  on  the  cover  due  to  a lOOg 
lateral  acceleration  load. 

The  analysis  that  follows  is  based  on  the  assumptions  that: 

1)  the  flange  of  the  vessel  is  stable  for  each  loading 
condition,  and 

2)  the  distortion  in  the  joint  occurs  from  the  cover 
bowing  and  elongation  in  the  bolts. 

Calculations  are  performed  for  each  manner  of  loading  using  equa- 
tions from  cases  given  in  Table  X of  Ref.  8. 


5.5.1  Loading  Condition  1 - External  Pressure 


Determine  the  deflection  (y  . ) at  the  0-rino  and  tension  in 
the  bolts  (F^i ) q 

Assuming  a fixed  edge  condition  for  the  support  of  the  cover 
(Figure  23)  and  using  the  equations  for  case  6,  Ref.  8 - the  maximum 
deflection  (ymax)  at  the  center  of  the  cover  for  a uniform  external 
pressure  over  the  entire  surface  is  given  by 


'max 


3wTTa2  [(l/v)2-l], 
16TVE(l/v)2t3 


(41) 


max 


( 3) ( 1 5) (5 . 375 )2  [(1/.334)2-l]  5.375^ 
(16)(10.3  x 106 ) (1/0. 334 )2 (0. 5 )3 


y = -.00162  in. 
•'max 
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Fiqure  23  ~ Planned  joint, 

Uniform  external  pressure  over  entire  surface 
of  cover 


Fiqure  24a  - Flanqed  joint, 
cover  distortion  due 
to  bolt  elonqation 


Fioure  24b  - Flanqed  joint, 
bowinq  due  to 
external  pressure 


Now,  assuming  that  the  clamped  cover  shown  in  Figure  23 
is  a flexible  connection  and  not  fixed  as  previously  assumed,  then 
elongation  in  the  bolts  due  to  the  uniform  edge  moment  in  the  plate 
from  bowing  can  cause  the  cover  to  separate  from  the  seal.  This 
condition  is  shown  exaggerated  in  Figure  24a  and  24b. 

The  problem  is  simplified  by  separating  the  cover  at 
point  "A"  into  two  parts 

1)  a ring  supported  at  the  inner  edge  with  a uniform 
moment  along  the  outer  edge  (Figure  24a) 

2)  a plate,  unsupported,  with  a uniform  edge  moment 
(Figure  24b). 

Using  the  equations  for  Case  12,  Ref.  8,  the  maximum  de- 
flection of  the  unsupported  plate  shown  in  Figure  24b  is  expressed  by 


6 (l/v)-l  Ma2 

E(l/v)t3 


(42) 


Rearranging  the  terms  in  Equation  (42)  and  solving  for  the 
moment  (M)  in  terms  of  (y  ) gives 

max 


M = - 


E(l/v) 


6 [(l/v)-l)]  a2  max 


(y  , HO 


(43) 


Substituting  (ymax)  from  equation  (41)  into  (43)  and  assuming 
that  they  are  equal  gives 


(10.3  x 10  Kl/0.334)  3 

M = - — = —r -j  (-0.00162)  (0.5) 


6 £(1/0. 344 ) - lj  5 - 375^ 


M = 18  in. -1 bs 


Assuming  the  edge  moment  (M)  in  the  plate  and  rina  are  equal  and 
the  bolts  are  equally  loaded,  then  the  tension  in  the  bolts  (F^  ) can 
be  calculated  by 


M 18 


bl  d 0.468 


= 38.5  lbs 


(44) 
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where 


d = distance  from  point  "A"  to  the  bolt's  center, 

0 468  in. 

The  bolt  elongation  (y)  is  given  by  the  formula 


Fbll  (38.5M.625) 

y = = 

AE  (.020) (30  x 10b) 
-5  . 

y = 4 x 10  in. 


(45) 


where 


L = length  of  bolt,  0.625  in. 

6 

E = Young's  modulus  for  steel,  30  x 10 

A = Cross  Sectional  area  for  the  threaded  portion  of  a 
#10-32  bolt,  0.020  in.2 

Solving  for  (y  ^ ) by  similar  triangles  (Fig. 24a)  gives 


( . 212) (4  x 10  ) 5 . 

y = - 1.8  x 10  in. 

I1  .468 


The  amount  of  distortion  in  the  cover  at  the  0-ring  seal  due 
to  the  vacuum  in  the  container  is  1.8  x 10'^  inches.  The  tension  in 
each  bolt  is  38.5  pounds. 

5.5.2  Loading  Condition  2 - 0-ring  Compression 

Determine  the  deflection  (yq2  ) at  the  0-rina  and  tension  in 
the  bolts  (Fb2)  for  a uniform  load  of  15  lbs/linear  in.  actino  on  a 
concentric  circular  ring  of  the  cover  (Fig.  25) 


Assuming  a fixed  edge  condition  for  the  support  of  the  cover  and 
using  the  eguations  for  Case  8,  Ref.  8,  the  deflection  (v  ?)  in  the 
cover  is  given  by  ^ 


V 


2 

3Tt2r0w  [(1/v)  -1J 
2TVE(l/v)2t3 


(46) 


-50- 


from  which 


5-587  )(5.8432-  5.5872)  - 2(5.587)?ln 
5.843^ 


5.843 

5.587 


= 0.065  x 10 


where 

E = Young's  modulus  for  6061-T6  aluminum,  10.3  x 10^ 

v = Poisson's  ratio  for  aluminum,  0.334 

a = radius  of  bolt  circle,  5.843  in. 

rQ=  mean  radius  of  0-ring  and  applied  load,  5.587  in. 

t = thickness  of  cover,  0.5  in. 

w = unit  loading,  15  lbs/linear  in. 


f 


Oi 

Fiaure  25  - Flanoed  Joint, 
cover  distortion  due  to  0-ring 
compression 
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Assuming  the  bolts  are  equally  loaded  by  the  compression 
of  the  0-ring  on  the  cover,  then  the  tension  in  the  bolts  is 


_ 'TT2r0w 
b2  n 


(3. 14) (2) (5 .587)  (15) 
24 


(47) 


F =22  lbs 
b2 

where 

w = unit  load  15  Ibs/in. 

r0  = mean  radius  of  0-ring,  5.587  in. 

n = number  of  bolts,  24 


The  amount  of  distortion  in  the  cover  at  the  0-rinq  seal 
due  to  0-ring  compression  is  0.065  x 10"5  inches  and  the  bolt  ten- 
sion is  22  pounds 


5.5.3  Loading  Condition  3 - Longitudinal  Acceleration 

Determine  the  deflection  (^3)  at  the  0-ring  and  tension 
in  the  bolts  (F^)  for  an  acceleration  load  of  lOOg's  actinq  on  a 
concentric  circular  ring  of  the  cover  (Fig. 26). 


Again,  assuming  a fixed  edge  condition  for  the  support 
of  the  cover.  Using  the  equations  for  Case  8,  Ref.  8,  the  deflection 
(y  3)  in  the  cover  is  given  by 


q3 


3W  [(1/v)  -l] 
2 E(l/v)2t3 


„{1  + -^-)(a2-r2)-(r2+  r02)ln^ 
2 a^  r 


(48) 


Solving  for  the  acceleration  load  (W)  acting  on  the  cover 

W = (w) (q 1 s ) = (40. 5) (100)  = 4,050  lbs  (aq) 


-52- 


where 


w = weight  of  the  inner  assembly  attached  to  the  cover, 
40.5  lbs 

g's  = acceleration  force,  100  q's 

Substituting  (W)  into  Equation  (48)  the  deflection  is 


(3)(4,050)[(l/.334)2-l 

y = - 

q3  (2) (3. 14) (10. 3 x 106)(l/.334)2(.5)3 

_ 2 

1 5.156  2 2 2 2 

-(1  + -) ( 5 . 843  - 5.587  )- (5.587  + 5.156  ) 

2 5.8432 

5.843 

In  

5.587 


-5 

y = 1.7  x 10  in. 
q3 


where 

rQ  = radius  of  applied  load,  5.156  in. 

r = mean  radius  of  0-ring,  5.587  in. 

a = radius  of  bolt  circle,  5,843  in. 

t = thickness  of  cover,  .5  in. 

v = Poisson's  ratio  for  aluminum,  .334 

E = Young's  modulus  for  6061-T6  aluminum,  10.3  x 1 o' 


l 


-53- 


Figure  26  - Flanged  joint, 
cover  distortion  due  to  vertical 
acceleration  loading 


Assuming  the  bolts  are  equally  loaded,  the  tension  in  the 

bolts  (F  ) from  (47)  is 
b3 


W 4,050 

F = — = = 169  lbs 

b3  n 24 


5.5.4  Loading  Condition  4 - Central  Couple 

Determine  the  deflection  (yq4)  in  the  cover  of  the  0-rinq  and 
tension  in  the  bolts  (F^  for  an  acceleration  load  of  lOOgs  acting 
laterally  on  the  inner  assembly  which  is  attached  to  the  cover  (Fia.27). 

Assuming  a fixed  edge  condition  for  the  support  of  the  cover, 
as  before  and  using  Case  10,  Ref.  8,  the  angular  deflection  ($max) 
of  the  cover  (at  the  center)  is  given  by  the  formula 


e 


max 


M _ 

a7t? 


(50) 


where  M = 33,900  in. -lbs  is  the  approximate  moment  that  is  acting  on 
the  cover  and  results  from  the  product  of  the  static  moment  (M-|  = 339 ) 
from  Fig.  21C  of  this  report  and  the  lOOg  acceleration  load  factor. 
The  factor Q( represents  a variable  coefficient  and  depends  upon  the 
ratio  r0/a  which  is 
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5.156 


a 


5.843 


0.882 


For  the  ratio  of  0.882  the  value  of  OC  is  314  minimum,  which  was 
taken  from  the  tables  in  Ref.  8,  page  216.  The  other  factors 
E and  t are  Young's  modulus  and  the  cover  thickness  respectively, 
and  have  the  same  values  as  in  the  previous  calculations 

Substituting  the  appropriate  values  into  Equation  (50)  gives 


e 


33,900 


max 


(314)(10.3  x 1 06 ) ( . 5 ) 3 


= 8.4  x 10  “ radians 


Converting  to  degrees,  minutes  and  seconds 


e 


max 


(8.4  x 10 


)(— -)  = 0.0048° 

7T 


By  triangul ation  the  angle  © is  given  by  the  formula 


. -1 
sin 


0 


ros1n9max 

<a-ro) 


(51) 


from  which 


sin" ' 0 


5.156  sin  0.0048  n 

- = .036 

(5. 84 3-5. 156) 


The  deflection  in  the  cover  at  the  0-ring  (y^,  ) is  then  aiven  by 


yq4  = (a-r)  ton0 


(52) 


from  which 


y = (5.843-5. 587)tan  0.036° 
q4 


y =16x10  in . 
q4 


where 

a = radius  of  bolt  circle,  5.843  in. 
r = mean  radius  of  0-ring,  5.587  in. 
rQ  = radius  of  applied  load,  5.156  in. 

The  applied  bolt  load  (F  ),  given  by  the  equation  in  Ref.  9, 
is  M 

M 

F = ( )f  (53) 

b4  7T  a 
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where 


f = bolt  factor,  (Fig. 2,  Ref. 9) 

1 ) for  8 bolts,  f = . 75 

2)  for  12  bolts,  f = .51 

3)  for  18  bolts,  f = . 32 

4)  for  24  bolts,  f = .25 

Substituting  values  into  Equation  (53)  gives 


F = ( Jl^)(.25)  = 462  lbs 
b4  5.8437T 


By  superposition  the  total  deflection  (yq  ) of  the  cover  at 
the  0-ring  and  the  total  applied  load  to  the  cover  bolts  are  given 
by  the  following  expressions 


yq4 


(54) 


from  which 


yq  = (1.8  + 0.065  + 1.7  + 16)10 


y = 0.0002  in. 

q 


and  the  total  applied  bolt  load  is 


F 


b 


bl 


+ Fb2  + Fb3  + Pb4 


(55) 


from  which 


Fb  = (38.5  + 22  + 169  + 462) 

Fl  = 692  lbs 
b 
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From  this  analysis,  the  total  displacement  of  the  cover 
at  the  seal  and  the  maximum  force  imposed  on  the  bolts  was  found  to 
be  0.0002  in.  and  692  lbs  respectively. 

5.5.5  Resultant  Bolt  Tension  and  Compression  of  Members 

24  *10-32  UN F x 5/8  in.  long  unbrako  1960  series  socket 
heat  cap  screws  was  selected  for  clampina  the  members.  The  material 
of  the  screws  is  a high  grade  cadmium-plated  alloy  steel.  The 
mechanical  properties  and  application  data  that  follow  were  obtained 
from  Ref.  10,  page  9 

tensile  strength  (S  ) = 190,000  psi  min 

yield  strength  (S  ) = 170,000  psi  min 

seating  torque  (T)  = 57  in. -lbs;  based  on  an  induced 

tensile  stress  of  100,000  psi 

The  pre-load  (F-j)  induced  in  the  bolts  after  torquing  to 
manufacturer' s specifications  is 


Fi  = SAt  = ( 1 00,000) ( . 02)  = 2,000  lbs  (56) 


induced  tensile  stress  in  screw  threads,  100,000  psi 

g 

tensile  area  of  screw  thread,  .02  in. 


The  resultant  tension  (F  ) on  the  bolts  is  given  by  the 
expression 


K F 

F = + F.  (57) 

t K + K 1 
b c 


where 

5 

K^=  sprinq  constant  of  the  bolt,  9.28  x 10  Ibs/in. 

K = spring  constant  of  clamped  members,  2.48  x 10  lbs/in. 
c 

F k=  applied  bolt  load,  692  lbs 
F j = bolt  preload,  2,000  lbs 


where 
s = 

At  = 
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Rearranging  Equation  (45)  and  substitutina  in  the  appropriate 
values,  the  estimated  sprino  constant  of  the  bolts  (K  ) is 


K 

b 


AE 

T 


( .02)  (29  x 10  ) 
.625 


9.28  x 10  lbs/in. 


(58) 


The  sprina  constant  (Kq)  of  the  clamped  members  is  qiven  by 
the  pressure  cone  shown  in  Fiqure  28b  and  represents  the  material 
under  the  bolt  head  which  resists  the  bolt  load  (Ref.  11).  Assuming  a 
pressire  cone  half  ancle  of  15°,  the  amount  of  load  required  to  deflect 
the  pressure  cone  one  inch  (K^)  is 


Ed  tan  0 

D(2h  tan0+D)+d(2h  tan0-d) 
D(2h  tan0 +D)-d(2h  tan0+d) 


(59) 


K 

c 


(3. 14) (10. 3 x 106 ) ( . 1 96 ) . 268) 


In 


■.312(.167+.312)  + .196(.167-.196)" 
. 31 2 ( . 1 67+. 31 2)-. 1 96( . 1 67+. 1 96) 


K = 2.48  x 106lbs/in. 
c 


where 


D 

d 

h 

<t> 

E 


= seat  diameter,  .312  in. 

= hole  diameter,  .196  in. 

= flange  thickness,  .312  in. 

= pressure  cone  angle,  15  dearees 

6 

= Young's  modulus  for  aluminum,  10.3  x 10 
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Fiaure  28a  - Flanqed  Joint, 
bolt  pressure  distribution 


Fiaure  28b  - assumed  pressure 
cone  for  members 


Substitutinq  the  appropriate  values  in  Equation  (57),  the 
resultant  bolt  tension  is 


(9.28  x 10  ) (692) 

F = = 2 ,000 

1 (.928  + 2.48)10“ 


F = 2,188  lbs  tension 
t 


In  the  same  manner,  the  resultant  compression  (F  ) on  the 
members  is  given  by 


from  which 


K F. 

F = — F 

c K + K i 
c b 


(2.48  x 10  )(692) 

F = — r - 2,000 

c (.928  + 2.48)10“ 


F^  = -1,496  lbs  compression 
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The  fact  that  (Fc)  is  negative  would  indicate  that  the  bolt 
pre-load  does  indeed  maintain  a compressive  load  on  the  connected  mem- 
bers. 


The  tensile  strength  of  the  clamping  screws  (Fn)  from  Equation 
(56)  gives  u 


F =SA  = 190,000  x .02 
u u t 


F = 3,800  lbs 
u 


The  resultant  tensile  lc::d  on  the  bolts  from  (57)  was  found  to 
be  2,188  lbs.  The  factor  of  safety  against  failure  of  the  bolts  is 
given  by 


F.S. 


3800 

— =1.74 
2188 


5.6  Telescope  Structure  - Joint  Design 

This  section  presents  the  design  of  the  couplinq  joint  for  the 
telescope  structure  and  focuses  on  the  flanoe  thickness,  clampino  pres- 
sure and  thermal  resistance  across  the  interface. 

5.6.1  Flange 

In  the  design  of  the  flanqed  couplinn  joints,  it  is  a oeneral 
rule  to  proportion  the  flange  thickness  approximately  1.5  to  1.75 
times  the  clamping  screw's  diameter.  In  this  appl ication, where  oood 
thermal  conduction  across  the  interface  is  required,  the  qeneral  rule 
theory  was  deviated  from  to  enhance  the  rioidity  of  the  flanoe  and 
the  flange  thickness  was  made  2.5  times  the  screw's  body  diameter. 

From  this,  the  thickness  (t)  of  the  flanoe  is  estimated  to  be 


t = 2.5(d)  = (2. 5)(. 190)  = .475  in.  (61) 


where 

d = body  diameter  of  *10-24  unc  screw,  .190  in.  dia. 

A thickness  of  1/2  in.  was  selected  for  the  flanoe. 


5.6.2  Clamping  Pressure 

Twenty-four  (24)  #10-24  unc,  7/8  in.  long  unbrako  cap  screws 
are  used  for  clamping  the  joint.  From  Ref.  10,  pane  14,  for  type  304 
stainless  steel  screws,  the  mechanical  prooerties  are 

tensile  strength,  S = 80,000  psi 

yield  strenqth,  S = 40,000  psi 

y 

seating  torque,  T = 40  in. -lbs 

tensile  strenqth,  F = 1,360  lbs. 
u 

From  figure  22c,  pane  45,  the  aDplied  static  moment  of  the 
joint  at  the  interface  was  determined  to  be  195  in. -lbs.  For  a 100  q 
loading  and  using  Equation  (49),  the  moment  imposed  on  the  joint  is 


M = ( 195) (1 00)  = 19,500  in. -lbs 


The  maximum  load  on  a single  screw  (F^)  can  be  calculated  by 
using  Equation  (53)  from  which 


F 


b 


19,500 
( 3. 1 4) (4 .25) 


0.25 


365  lbs. 


The  pre-load  (Fj)  induced  in  the  screws  after  torquina  to  manu- 
facturing specifications  is  given  by  Equation  (56)  from  which 


F = (60,000)  ( .01 7)  = 1 ,020  lbs 


where  the  maximum  pre-load  stress  (S),  based  on  75  percent  of  the  ten-  ? 
sile  strenqth  (Su),  is  60,000  psi  and  the  tensile  area  (At)  is  0.017  in  . 

The  spring  constant  of  the  screws  is  given  by  Equation  (58) 
from  which 

6 

( .01 7) (29  x 10  ) 6 

K = = 0.56  x 10  Ibs/in. 

b .875 
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r 


The  spring  constant  of  the  clamped  members  for  an  assumed 
pressure  angle  of  10°  is  given  by  Equation  (59)  from  which 


Kc  = 


(3.14)(10.3  x 10  ) ( . 196) ( . 1 76) 


In 


. 312 ( . 1 76+ . 31 2 )+. 196( . 1 76- .196) 


. 31 2 ( . 1 76+ . 31 2 ) - . 1 96 ( . 1 76+ . 196) 


Kc  = 1.78  x 10  lbs/in. 


The  resultant  tension  on  a single  screw  is  given  by  Equation  (57) 
from  which 


( . 56) ( 365)10 

F = ^ = 1.020  = 1,107  lbs 


(.56+1.78)10 


The  factor  of  safety  of  the  screws  aqainst  failure  is 


1360  , 

F.S.  = = 1.23 

1107 


The  compression  on  the  clamped  members  per  screw  is  qiven  by 
Equation  (60)  from  which 


(1 . 78) (365)10° 

F = : - 1020  = - 7^2  lbs 


( . 56+1 . 78 ) 1 0C 


Assuminq  uniform  compression  loading  per  screw  on  the  clamped 
members,  the  estimated  clamping  pressure  (P)  for  the  estimated  area  is 


P = c 


Fn  (-742 ) (24) 


19.44 


=916  psi 


(62) 


1 


where 


F = compression/screw,  -742  lbs 

c 

2 

A = contact  area,  10.44  in. 

c 

n = number  of  screws,  24 


5.6.3  Contact  Resistance 

The  thermal  resistance  across  the  joint  interface  depends 
upon  the  surface  finish,  flatness,  temperature  and  clampinq  Dressure. 
Thermal  resistance  of  interfaces  at  room  temperature  as  a function 
of  clampinq  pressure  is  given  using  Curve  2,  figure  8,  pace  3-15 
of  Ref.  12.  Two  aluminum  surfaces  machined  to  a 10  RMS  finish  and 
clamped  together  with  a pressure  across  the  surface  of  916  psi  and 
housed  in  a vacuum  environment  is  estimated  to  have  a resistance  per 
unit  area  of  . 1 3650K-in2/watt.  For  a surface  area  of  19.44  ins  the 
estimated  contact  resistance  of  the  joint  at  a mean  teiroerature  of 
31 6°K  is 


R = (- 


. 1365°K-in2 


watt 


1 _ 3 

( = 7.02  x 10  °K/watt 

19.44  in2 


_ 3 

which  simply  indicates  that  a temperature  difference  of  7.02  x 10  ~°K 
is  required  to  conduct  one  watt  of  power  across  the  interface  at  the 
mean  temperature. 

Contact  resistance  increases  as  temperature  decreases. 
Assuming  the  contact  resistance  varies  inversely  to  the  temperature, 
it  follows  that 


W</>* 

2 


from  which 


( 316 ) (7. 02  x 10  ) 


6°K 


= 0.37  K°/watt 


(63) 
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From  this,  the  estimated  temperature  difference  for  one  (1) 
milliwatt  of  power  to  flow  across  the  interface  is 


At  = QR 


At  = (— ! — )(.37)  = 3.7  x 10'4oK 
1000 


(64) 


5.7  Forward  Radiation  Shield  - Joint  Desian 

This  section  like  the  previous,  presents  a tyoical  .joint  desian 
and  focuses  on  the  same  objectives. 

5.7.1  Flange 

Unlike  the  relationship  used  in  Daraqraph  5.6.1,  the  thick- 
ness of  the  flanqe  was  determined  by  usina  the  general  rule  theory 
and  proDortioned  1.5  times  the  screw  diameter,  in  order  that  the 
flanae  to  skin  thickness  ratio  be  kept  to  about  4.  From  this,  the 
thickness  (t)  of  the  flanae  is  estimated  to  be 


t = 1.5(d)  = 1 . 5 ( . 1 64 ) = .246  in. 


(65) 


where 

d = body  diameter  of  #8-32  unc  screw,  .164  in.  dia. 


5.7.2  Clampina  pressure 

Twelve  (12)  #8-32  unc,  1/2  in.  Iona  unbrako  screws  are  used 
for  clamping  the  joint.  From  Ref.  10,  paqe  14,  for  type  304  stainless 
steel  screws,  the  mechanical  oronerties  are 

tensile  strength,  Su  = 80,000  psi 

yield  strennth,  Sy  = 40,000  Dsi 

seatina  toraue,  T = 29  in. -lbs 

tensile  strength,  Fu  = 1120  lbs 

From  Figure  21c  Daae  41  the  applied  static  moment  of  the  joint 
at  the  interface  was  determined  to  be  51  in. -lbs.  For  lOOq  loadina 
and  using  Equation  (49)  the  moment  imposed  on  the  joint  is 


M = (51  ) (100)  = 5,100  in. -lbs 
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The  maximum  load  on  a sinqle  screw  is 


F 


b 


5, ion 

(3.14) (4.937 ) 


.51 


168  lbs 


where  the  bolt  circle  radius  is  4.937  in.  and  the  bolt 
factor,  f is  0.51  which  is  based  on  a 12  hole  equally  spaced  bolt  pat- 
tern. Refer  to  paraqraph  5.5.4,  Equation  (53). 

The  screw  pre-load  due  to  tiqhteninq  is 


F = (60,000 ) ( .0M ) = RdO# 
i 


The  sprino  constant  of  the  screw  is 


K 

b 


,(■014)129  X 10 A,  .812  * ,06  lbs/in . 
5 


The  sprino  constant  of  the  clamped  members  for  an  assumed 
pressure  anqle  of  30°  is 


K 

c 


In 


3.2  x 106 
' .1508+. 02 
.1508-. 08 


3.7  lbs/in. 


where  the  seat  diameter,  0 is  .270  in.  and  the  hole  diameter, 
d is  .173  in. 

The  resultant  tension  on  a sinole  screw  is 


F 

t 


( .81 ) ( 1 68 ) 1 06 
( .81+3. 7)1 0^ 


+ 840  = 870  lbs 


The  factor  of  safety  of  the  screws  against  failure  is 


1120 

F.S.  = = 1.29 

870 
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The  compression  on  the  clamped  members  per  screw  is 


(3.7) (168)1 06 

Fc  = - 840  = -702  lbs 

(.81+3.7)10 


Making  the  same  assumptions  as  in  paragraph  5.6.2  and  using 
Equation  (62)  the  pressure  (P)  in  the  interface  is 


P = 


(702)(12) 
16 . 52 


= 510  psi 


where  the  contact  area  (Ac)  was  determined  to  be  16.52  in.' 
5.7.3  Contact  Resistance 

From  Ref.  12,  page  3-15,  using  curve  2 in  fiaure  8,  the 
thermal  resistance  of  two  aluminum  surfaces  machined  to  a 32  RMS 
finish,  clamped  together  with  a pressure  of  510  psi  and  housed  in  a 
vacuum  environment  is  estimated  to  be  0. 556°K-in2/watt.  For  a sur- 
face area  of  16.52  in. 2,  the  estimated  contact  resistance  of  the 
joint  at  a mean  temperature  of  316°K  is 


.556°K-in2  1 

R = ( )( ) 

watt  16.52  in^ 


R = 3.4  x 10"2°K/watt 


The  temperature  in  the  interface  of  the  radiation  shield  and 
support  ring  is  predicted  to  be  70°K.  From  Equation  (63)  the  contact 
resistance  in  the  interface  is 


(316) (3.4  x 10'2) 


70°K 


a i u / r\ 

- = 0. 153°K/watt 


70 


As  in  paragraph  5.6.3,  Equation  (64),  the  estimated  temperature 
difference  for  one  (1)  milliwatt  of  power  to  flow  across  the  interface 
is 


At  = ( ) ( . 153)  = 1.53  x lO'V 

1000 
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5.8 


Insulating  Trunnion  Support 


The  estimated  heat  leak  of  the  insulatinq  support  discussed  in 
paragraph  3.7  is  determined  here,  which  concludes  the  presentation  of  the 
mechanical  design  material.  The  calculations  that  follow  are  based  on 
the  assumption  that  the  cool-down  temperature  of  the  radiation  shield 
will  stabilize  at  140°R  ( 7 7° K ) . 

5.8.1  Thermal  Contraction  of  the  Support 

The  wire  cable  of  the  insulatina  support  assembly  shown  in 
figure  29,  bridging  the  outer  vessel  to  the  forward  radiation  shield, 
is  1/16  in.  dia.  by  1.91  in.  long  and  made  of  304  stainless  steel 
stranded  wire  (7  by  7).  The  wire  cable  underqoes  a chance  in  length 
(A  L)  during  cool-down  in  a direction  which  tends  to  shorten  the  cable's 
length.  The  change  in  length  requires  a rather  complex  analysis 
because  of  a thermal  gradient  condition  existino  in  the  supoort. 


The  unit  thermal  contraction  (ZA L /L ) of  the  wire  cable  for  a 
thermal  qradient  condition,  while  one  end  of  the  cable  is  cooled  to 
140°R(77°K)  and  the  other  end  is  maintained  at  540°R  (300°K)  is  given 
by  the  expression 


Al 


L 


/ 


et(T)KtdT 


MW 


(Ref. 4,  pane  467)  (66) 


-68- 


p 


1 


The  integration  of  Equation  (66)  is  carried  out 
numerically.  By  usinn  the  trapezoidal  rule  for  numerical  inte- 
gration and  the  property  values  for  304  stainless  steel  from 
Tables  7-6  and  7-7  (Ref. 4,  pane  470),  Table  3 is  constructed. 


T(°R) 

et 

10‘5 

et(T) 

icr3 

Btu/hr-ft-°F 

Kye  (T) 
-3 

10 

KTet(T)AT 

Btu/hr-ft 

540 

304 

0 

8.96 

0 

0 

500 

269 

35 

8.67 

3.03 

.0606 

450 

225 

79 

8.28 

6.54 

.2392 

400 

183 

121 

7.85 

9.50 

.4010 

350 

144 

160 

7.41 

11.8^ 

.5340 

300 

106 

198 

6.93 

13.72 

.6395 

250 

72 

232 

6.43 

14.92 

.7160 

200 

41 

263 

5.85 

15.38 

.7575 

150 

17 

287 

4.93 

14.15 

.7382 

140 

13 

291 

4.70 

13.68 

.1392 

Table  3 -- 

Thermal 

Conductivity 

Intearals 

value  of 

Summing  the  values  in  the  final  column  of  Table  3,  the 
the  integral  in  the  numerator  of  Equation  (66)  is 

540°R 

f ejT^dT  = 4.186  Btu/hr-ft  (67) 

1 40°R 

From  Appendix  A-2,  the  mean  thermal  conductivity  (ky) 
for  304  stainless  steel  between  140°R  and  540°R  is  7.206  Btu/hr-ft  -°R. 
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The  thermal  conductivity  integral,  the  product  of  the 
mean  conductivity  and  temperature  ranae  difference  is  given  by 


from  which 


540°R 


k_dT  = k (T  -T  ) 
The 


(68) 


140°r 


540° 

/ V 

140° 


k dT  = 7. 806(540- 140)  = 2,88? 


Substituting  the  values  found  usino  Equations  (67) 
and  (68)  in  Equation  (66),  the  unit  thermal  contraction  for  the  cable 
is 

Al  4.225 

= = 0.0015  in. /in. 

L 2,882 


Rearranging  the  terms  in  Equation  (66),  the  total  thermal 
contraction  (AL)  of  the  cable  is 

A L = ( 1 . 91  ) ( . 001 5 ) = 0.003  in. 


5.8.2  Wire  Rope  Tension 

Several  Belleville  sprinq  washers  are  used  in  the  insulatinq 
support  to  allow  the  wire  rope  to  contract  freely  durino  cool-down. 

The  contraction  of  the  wire  rope  is  absorbed  bv  the  compression  of  the 
spring  washers  and  in  turn,  induces  a tensile  force  in  it.  In  the  pre- 
vious paragraph,  it  was  estimated  that  '’he  wire  rope  would  contract 
0.003  inches.  The  computations  for  estimatino  the  tension  (T)  in  the 
wire  rope  for  a nest  of  eight  (8)  Belleville  sorino  washers  stacked 
two  (2)  in  parallel  and  (4)  in  series  and  compressed  0.003  in.,  is  pre- 
sented as  follows. 

From  the  stock  list  for  part  B0625-022  (Ref. 2),  the 
approximate  cone  height  is  0.04?  in.  and  the  calculated  load  (R)  at  flat 
position  is  105  lbs. 
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i 


In  a series  arranaement  the  total  deflection 
given  by  the  formula 


<5t=  (ns)(<5) 


(69) 


■»  where  (ns)  is  the  the  number  of  washers  in  series  and 

(0)  the  deflection  of  a sinqle  washer.  Substituting  the  contraction 
of  the  wire  rope  for  the  total  deflection  in  Equation  (69)  and  the 
number  of  series  washers,  then  rearranaino  terms  in  the  eouation,  the 
deflection  of  a single  sprina  washer  or  a stack  of  oarallel  washers  is 


i 


.003 

- = 0.00075  in. 

4 


(70) 


The  amount  of  dish  (h)  in  the  sorinn  washer  is 


h = H - t = .042  - .022  = .02  in.  (71) 


where 

H = cone  height,  .042  in. 
t = stock  thickness,  .022  in. 


The  percent  deflection  (D)  is 


A .00075 

D = — (100)  = 

h .02 


x 100  = 3.75" 


(72) 


ratio 


Using  the  h = t curve  in  figure  2 of  Ref.  2 because  the 


h .020 

- = ^ 1 

t .022 


(73) 


The  estimated  load  at  3.75 ° deflection  is  aDproximately 
5 % of  the  load  at  flat  position.  The  tension  (T)  in  the  wire  rope  is 
then  found  by  the  formula 


T = ,05(n  ) (n  )(P) 
s p 


(74) 
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from  which 


T = .05(4) (2) (105 ) = 42  lbs. 


where 

ns  = number  of  washers  in  series,  4 
np  = number  of  washers  in  parallel,  2 
P = load  at  flat  position,  105  lbs. 


5. 8. 3 Heat  Leak 

The  following  is  a presentation  of  the  method  that  was  used 
in  estimating  the  heat  leak  (Q)  throuah  the  insulatina  supports  for  a 
temperature  range  of  300°  K to  77°  K.  The  heat  leak  is  a function  of 
the  conductances  of  the  Belleville  washers  and  wire  rope,  designated 
by  U]  and  U2  respectively  and  the  temperature  difference  across  them. 
Formulated  the  heat  flow  equation  is 

Q = (^  + U2)(At)  (75) 

A thermal  model  of  the  insulating  support  is  shown  in  figure  30.  The 
Belleville  washers  are  illustrated  by  a series  of  parallel  lines  and  the 
wire  rope  by  a slender  rod. 


The  electrical  diagram  shown  in  figure  31  is  equivalent  to 
the  thermal  model  in  which  the  Belleville  washers  and  wire  rope  are  now 
represented  by  their  thermal  resistances,  R-j  and  R.,. 


R, 


R, 


1 ''2 

<= — wjw — ? — 'www- 


-o 


Figure  31  - Equivalent  electrical  series  diaaram 


The  thermal  resistances  shown  in  the  series  circuit  diagram  are  given  by 
the  reciprocal  of  their  conductances 


U 


1 


R + R 
1 2 


(7fi) 


Rearranging  the  equation  for  U]  and  in  terms  of  R]  and  R?  and  substi- 

tuting in  Equation  (75),  the  heat  flow  equation  in  terms  of  thermal 
resistance  is 

At 

Q = (77) 

R,  + Ro 


Using  reference  13,  Curve  E of  figure  4,  the  heat  current  con- 
ducted through  forty-nine  (49)  .0195  in.  thick  round  olates  per  square 
inch  of  contact  area  for  a temperature  interval  of  296°  K to  76°  K is  given 
by 


2 P 

M/In.  = 5 ( -j=)  (78) 

750,b/ 


where 

p = Contact  pressure,  psi 


-73- 


The  contact  pressure  (p)  between  plates  is  oiven  by  the 
expression 


P = 


T 


(79) 


where  T = 42  lbs,  the  tension  in  the  wire  rope  estimated  in  5.8.2  and 
the  approximate  contact  area  (A  ) of  the  plates  is  niven  by 


A 


c 


7T(  o2-d2) 

4 


(80) 


from  which 


2 2 

3. 14( .625  -.317  ) ? 

A = = .228  in. 

c 4 


where 

D = outside  diameter  of  washer,  .625  in. 
d = inside  diameter  of  washer,  .317  in. 


Substituting  the  contact  area  and  tension  in  Equation  (79),  the  aporoxi- 
mate  contact  pressure  between  washers  is 


42 

p = - ^200  psi 

.228 

and  substituting  the  pressure  (d)  in  Equation  (78) 


2 200  2 
W/in.  = 5( ) = 2.06  W/in. 

750'67 


Now,  the  heat  conducted  through  eight  (8)  Belleville  washers  between  the 
temperature  of  296°  K and  76°  K is 


Q 


8 


2 

W/in.  (A c) (49) 
n 


(81) 
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from  which 


(2 .06) ( . 228) (49) 

Q = =2.88  watts 

8 8 


where 

n = number  of  Belleville  washers,  8 


Rearranging  the  terms  in  Equation  (77)  and  then  substituting 
in  the  appropriate  values,  the  thermal  resistance  (Rg)  of  eight  parallel 
Belleville  washers,  between  300°K  - 77°K  is 


At  (300-77)  n 

R = = = 77.4°  K/watt  (82) 

8 Qq  2.88 

o 


It  is  assumed  that  the  intermediate  temoerature  (T)  at  the  .junction  of  the 
washers  and  wire  rope  is  82°K.  The  heat  conduction  ratio  Q-|/0o  for 
solid  members  of  the  same  material  and  dimensions  between  two  temperature 
intervals  (300°K-82°K  and  82°K-77°K)  is  given  by 


Q /Q 

1 2 


K, (T„-T) 

k2(t-tc) 


(83) 


from  which 


.319(300-82) 

0  /Q  = = 66 

1 2 .210(82-77) 


Therefore,  the  heat  conduction  (Q2)  at  the  lower  temperature  interval 
(82°K-77°K)  is  expressed  by 


0„  = — (84) 

2  66 
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Repeating  the  calculations,  the  conduction  (Q2)  in  terms 
of  (Q-j)  for  several  lower  temperature  ranges  is  expressed  as  follows 


300°K-87°K  & 87°K-77°K,  Q 


300°K-92°K  & 92°K-77°K,  Q 


‘1 

32 

q, 

21 

Q, 


300°K-97°K  & 97°K-77°K,  Q = ~ 


1_ 

15 


(85) 

(86) 

(87) 


where 

K & K = mean  thermal  conductivity  of  304  stainless  steel. 
^ 2 Their  values  are  taken  from  the  tables  in 

Appendix  A- 2. 


Now,  assuming  that  the  conduction  ratios  of  the  Belleville 
washers  and  solid  member  are  the  same,  then,  from  Equations  (84) 
through  (87)  the  heat  (Q2)  conducted  through  the  Belleville  washers 
for  several  temperature  intervals  are 


letting  Q = Q = 2.88  watts 
8 

82°K-77°K,  Q = 

2 

87°K- 77°K,  = 

92°K-77°K,  Q = 

2 

97°K-77°K,  Q = 

2 

Q average  = .116  watts 


.044  watts 
.090  watts 
. 140  watts 
. 190  watts 


Using  Equation  (82)  and  the  appropriate  values,  the  thermal 
resistance  (R-|)  of  the  Belleville  washers  for  typical  temperature 
intervals  are  as  follows 
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82°K-77°K,  R = 114°K/watt 


87°K-77°K,  R = lll°K/watt 
92°K-77°K,  R = 107°K/watt 
97°K-77°K,  R = 105°K/watt 

The  average  resistance  = 109°K/watt 


Rearranging  the  terms  again  in  Equation  (77)  and  substitut- 
ing in  the  average  values  of  heat  flow  (Qo)  and  resistance  R] , the 
temperature  drop  (AT)  across  the  Belleville  washers  is 

At  = (R1)(Q2)  = ( 1 09 ) ( .116)  = 1 3°K  (88) 


and  from 

At  = (T-77)  (89) 

The  intermediate  temperature  (T)  is  given  by 


T = (77  + At) 

from  which 


(90) 


T = (77  + 13)  = 90°K 


formula 


The  resistance 


of  the  wire  rope  is  given  by  the 


1 


L 

R = (91) 

2 K A 
2 2 


where 

L = lenqth  of  wire  rope,  1.91  in. 

K = thermal  conductivity  of  304  stainless  steel  from  table 
A-2  between  300°K-90°K,  .322  W/in.?-o« 
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and  the  area  (A?)  of  the  7x7  wire  cable  is 


\ - 49l— ) 


(92) 


from  which 


A = 49 
2 


(3.14H.007) 


2 


.001886  in.2 


where 

D = diameter  of  a single  wire,  .007  in. 


Substituting  the  appropriate  values  in  Equation  (91),  the 


resistance  (R?)  of  the  wire  cable  is 


1.91 


R = 
2 


= 3,145  °K/watt 


( . 322) ( . 001886) 


Using  Equation  (77),  the  estimated  heat  leak  through  the 
insulating  supports  is 


Q = 4 


(300-77) 


109+3,145 


= 0.274  watts 


1 
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APPENDIX  A 

MEAN  THERMAL  CONDUCTIVITY 


Mean  thermal  conductivities  of  four  (4)  common  materials  used 
in  the  model  sensor  are  presented  on  the  followinn  paoes  in  tabulated 
form.  These  conductivities  were  computed  from  nraphical  data  referred  to 


on  this  page. 

Description 

Refe re nee 

Page 

1.  Mean  Thermal  Conductivity 
Aluminum  (6061-T6) 

1* 

3.232 

2.  Mean  Thermal  Conductivity 
Stainless  Steel  (304) 

15 

489 

3.  Mean  Thermal  Conductivity 

Fiberglass,  through  thickness 
(in  a vacuum) 

15 

419 

4.  Mean  Thermal  Conductivity 

fiberglass,  normal  to  thickness 
(in  a vacuum) 

15 

419 
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